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Abstract 

Designing  a  high  frequency  (HF)  magnetic  field  direction  finding  (DF)  array  for 
use  onboard  a  military  aircraft  is  the  challenge  that  drives  the  effort  of  the  research 
presented.  The  frequency  range  of  interest,  2-32  MHz,  has  a  maximum  wavelength 
(150  meters)  that  exceeds  the  maximum  length  of  any  platform  in  the  USAF  inventory. 
The  large  wavelengths  in  the  HF  range  make  it  difficult  to  accurately  estimate  from 
which  direction  a  magnetic  field  is  emitting.  Accurate  DF  estimates  are  necessary  for 
search  and  rescue  operations  and  geolocating  RF  emitters  of  interest. 

The  primary  goal  of  this  research  is  to  characterize  the  performance  of  the  MGL- 
S8A  (Multi-Gap  loop)  B-Dot  sensor.  Although  the  sensors  are  designed  to  operate  at 
frequencies  above  5  GHz,  their  small  size  and  potential  to  accurately  detect  magnetic 
fields  in  the  2-32  MHz  range  make  them  likely  to  be  one  type  of  an  ensemble  of  sensors 
in  the  design  of  an  HF  DF  array.  The  sensors  are  characterized  in  the  azimuthal  angles 
of  0,  45,  -45,  90,  and  -90  degrees.  Each  sensor  is  characterized  using  two  different 
types  of  magnetic  field  generators,  a  transverse  electromagnetic  (TEM)  cell  and  a 
Helmholtz  coil.  The  TEM  cell  generates  a  consistent  magnetic  field  that  acts  as 
the  input  to  the  B-Dot  sensor.  The  second  type  of  magnetic  field  generator  used, 
which  is  also  the  secondary  objective  of  this  research,  is  a  Helmholtz  coil.  An  ideally 
designed  Helmholtz  coil  is  intended  to  be  an  inexpensive  alternative  to  help  in  the 
characterization  of  B-Dot  sensors  in  the  HF  range. 

The  sensors  can  accurately  measure  electromagnetic  (EM)  fields  in  the  HF  fre¬ 
quency  range.  Although  the  detection  capability  of  the  sensors  is  very  good,  the  small 
differences  between  the  0  and  45  degree  measurements  may  make  it  difficult  for  the 
sensors  to  be  used  in  a  DF  array. 
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Magnetic  Field  Generation  and  B-Dot  Sensor 
Characterization  in  the  High  Frequency  Band 

I.  Introduction 

1 . 1  Introduction 

In  a  world  overcome  with  technology,  dependency  on  electronic  devices  has  be¬ 
come  more  and  more  prevalent  throughout  the  years.  Cell  phones,  radio  and  wireless 
networks  are  just  a  few  examples  of  the  technology  that  the  world  has  become  de¬ 
pendent  on.  The  military  is  one  of  many  organizations  that  exceedingly  relies  on 
electronic  transmission  device  such  as  these,  not  just  for  personal  use,  but  for  mission 
readiness.  Because  of  our  dependency  on  transmission  devices  and  the  important  role 
they  play  in  our  national  defense,  it  is  important  to  understand  how  they  work.  All 
wireless  transmission  devices  operate  by  emitting  electromagnetic  fields.  These  fields 
are  all  around  us  and  their  applications  are  often  taken  for  granted.  Since  first  under¬ 
standing  EM  fields,  the  military  have  benefitted  by  incorporating  them  into  nearly 
all  of  their  assets.  Radars,  radios  and  aircraft  landing  systems  are  just  a  few  of  the 
systems  that  use  EM  fields  as  a  primary  resource.  Communication  systems  such  as 
these  have  always  been,  without  a  doubt,  a  major  contribution  to  any  war-fighting 
effort  and  show  the  importance  of  electromagnetic  fields  and  the  role  they  play. 

All  electronic  devices  transmit  an  EM  field  which  radiates  indefinitely  through¬ 
out  space.  These  fields  can  be  treated  as  a  combination  of  an  electric  field  and  a 
magnetic  field,  or  E  and  H  field  respectively.  The  details  in  which  the  charges  and 
currents  interact  with  the  electromagnetic  field  are  described  in  Maxwell’s  equations 
and  the  Lorentz  force  law.  There  are  numerous  electrical  systems  on  an  aircraft  such 
as  the  avionics,  radios,  and  instrument  landing  systems  that  emit  and  are  susceptible 
to  EM  field  transmissions.  These  magnetic  fields  interact  with  other  electrical  equip¬ 
ment  on  board,  causing  interference.  The  interference,  or  noise,  generated  by  the 
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electrical  equipment  on  board  an  aircraft  can  make  it  difficult  to  detect  other  fields 
of  interest. 

The  Multi-Spectral  Sensing  and  Detection  Division  within  sensors  directorate 
of  the  Air  Force  Research  Laboratory  (AFRL)  at  Wright- Patterson  AFB  and  the  Air 
Force  Institute  of  Technology  (AFIT)  are  working  together  to  build  an  efficient,  low 
cost  magnetic  field  detection  system.  This  system  will  be  used  for  sensing  low  intensity 
magnetic  fields  in  the  2-32  MHZ  high  frequency  range  onboard  a  military  aircraft.  Due 
to  the  long  wavelengths  that  correspond  to  the  HF  range  (approximately  150  meters 
at  2  MHz  and  9  meters  at  32  MHz),  the  angular  resolution,  given  this  scenario,  is 
limited  since  an  array  of  sensors  cannot  be  placed  throughout  the  aircraft  one-half 
wavelength  apart.  As  a  result  of  this  limitation  to  accurately  detect  and  determine  the 
direction  of  a  magnetic  held,  AFIT  and  AFRL  have  embarked  on  a  research  project 
to  ford  a  solution  to  this  challenge.  The  goal  is  to  introduce  a  smaller  and  cheaper 
sensor  that  can  be  used  in  conjunction  with  the  current  state-of-the-art  sensors.  The 
addition  of  the  new  sensors  would  increase  the  sensor  array  direction  finding  capability 
in  the  HF  range. 

The  sensors  investigated  in  this  research  are  commercially  built  MGL-S8A  B- 
Dot  sensors,  as  seen  in  Figure  1.1.  Understanding  the  RF  characteristics  of  the  sensor 
will  help  the  engineer  determine  locations  for  the  sensors  throughout  the  aircraft. 

Practical  sensor  locations  may  be  confined  to  the  upper  and  lower  portions  of 
the  aircraft  fuselage  and  at  each  of  the  wing  tips.  Together  with  the  current  state- 
of-the-art  sensors,  the  MGL-S8A  sensors  placed  throughout  the  aircraft  will  be  used 
as  a  secondary  detection  resource  to  help  verify  the  direction  of  any  magnetic  fields 
of  interest.  Figure  1.2  gives  an  example  of  a  potential  direction  finding  array  with 
several  MGL-S8A  sensors  placed  at  the  aircraft  wing-tips,  nose,  tail  and  fuselage. 

The  research  conducted  within  in  this  thesis  explores: 

1.  The  frequency  and  angular  response  characterization  of  the  MGL-S8A  magnetic 

field  sensor  from  2-32  MHz  at  azimuthal  angles  of  0,  45,  -45,  90  and  -90  degrees, 
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Figure  1.1:  MGL-S8A  B-Dot  Sensor 


Figure  1.2:  Direction  Finding  Array  -  Sensor  Placement 

2.  The  simulation,  construction,  and  analysis  of  a  uniform  magnetic  field  generat¬ 
ing  platform  with  which  to  characterize  the  sensor  -  Helmholtz  coil, 

3.  The  comparison  of  two  separately  manufactured  MGL-S8A  B-Dot  sensors  orig¬ 
inally  designed  to  operate  at  frequencies  greater  than  5  GHz. 
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Magnetic  field  sensors  have  been  widely  used  for  navigation,  vehicle  detection, 
current  sensing,  and  spatial  and  geophysical  research.  Reconnaissance  aircraft  are  of¬ 
ten  equipped  with  direction  finding  systems  for  spatially  locating  sources,  or  emitters, 
of  magnetic  radiation  such  as  communication  and  radar  systems.  These  aircraft  and 
their  direction  finding  capabilities  play  an  integral  part  in  many  Air  Force  missions. 
However,  the  DF  capabilities  used  in  these  aircraft  are  typically  optimized  to  detect 
VHF  to  microwave  frequencies.  These  DF  techniques  are  an  exceptional  capability; 
however,  due  to  the  long  wavelengths  of  the  HF  spectrum,  it  becomes  a  challenge  to 
accurately  detect  and  determine  the  direction  of  an  HF  signal. 

The  research  presented  here  examines  magnetic  field  variations  in  the  2-32  MHz 
frequency  spectrum.  Accurately  determining  the  presence  of  an  outside  magnetic 
field  is  important  when  distinguishing  between  interference,  noise,  and  the  signal  of 
interest.  The  comparison  between  the  signal  and  noise  is  commonly  referred  to  as  the 
signal-to- noise  ratio  (SNR).  Determining  the  presence  of  a  magnetic  field  is  one  key 
aspect  in  the  research  of  this  thesis.  Examination  of  magnetic  field  intensities  and  the 
time  rate  of  change  of  the  field  in  the  2-32  MHz  range  will  be  explored  to  determine 
if  the  sensors  of  interest  have  the  sensitivity  to  be  used  in  a  HF  DF  system.  The  goal 
of  this  research  and  any  further  research  in  this  field,  is  to  implement  the  frequency 
response  characterization  of  one  of  these  sensors  to  produce  a  new,  inexpensive,  mag¬ 
netic  field  detection  finding  capability  in  the  HF  range.  Such  a  system  will  consist  of 
an  ensemble  of  different  B-Dot  sensors  placed  onboard  an  aircraft  in  a  non-uniform 
array  and  used  to  detect  changes  in  the  already  present  magnetic  fields.  The  imple¬ 
mentation  of  this  system  will  allow  the  aircraft  operator  and  determine  the  direction 
of  transmitted  fields  in  the  2-32  MHz  range.  It  will  serve  as  a  valuable  situational 
awareness  tool  and  may  prove  to  be  an  integral  asset  to  the  current  DF  system  by 
providing  increased  effectiveness  and  capability. 
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1.2  Scope  and  Assumptions 

The  scope  of  this  research  is  limited  to  the  characterization  and  comparison 
of  the  URS  and  Prodyn  MGL-S8A  B-Dot  sensors.  Sensor  characterization  is  based 
on  the  CST  Microwave  Studio®  simulation  and  on  measurements  from  a  consistent 
magnetic  held  generator  (TEM  cell  and  Helmholtz  coil)  in  the  2-32  MHz  range.  Be¬ 
cause  the  DF  platforms  on  which  the  sensor  array  may  be  utilized  are  intended  to 
operate  at  a  considerable  distance  from  the  emitter  they  are  attempting  to  locate,  it 
is  assumed  that  all  incident  magnetic  held  waves  have  a  planar  wave  front  (far-held 
approximation).  It  will  also  be  assumed  that  the  waves  are  linearly  polarized  and,  for 
the  scope  of  this  research,  any  electromagnetic  interaction  between  the  sensor  array 
and  the  platform  on  which  the  array  is  mounted  are  also  ignored.  It  is  important, 
however,  to  understand  that  the  interaction  between  the  sensor  array  and  the  plat¬ 
form  can  have  a  significant  impact  on  the  sensor’s  held  measurement.  Finally,  it  is 
also  assumed  that  the  sensor  array  is  operating  in  an  ideal  environment,  homogeneous 
free-space  propagation,  no  atmospheric  disturbance,  perfect  system  processing  and  no 
implementation  bias. 

CST  Microwave  Studio®  will  serve  as  the  modeling  and  simulation  software  for 
the  B-Dot  sensors  and  the  Helmholtz  coil.  CST  enables  the  fast  and  accurate  analy¬ 
sis  of  HF  devices  such  as  antennas,  hlters,  couplers,  planar  and  multi-layer  structures 
and  signal  integrity  analysis  and  electromagnetic  compatibility  effects  [14].  The  re¬ 
search  will  also  use  the  MATLAB®  R2010b  software  suite.  MATLAB®  is  a  high-level 
language  and  interactive  environment  that  enables  the  performance  of  computation¬ 
ally  intensive  tasks  [10].  The  convenience  and  familiarity  of  the  MATLAB®  software 
suite  was  chosen  to  run  the  analytical  calculations  needed  towards  research  comple¬ 
tion.  Additional  equipment  needed  will  be  provided  through  AFIT,  AFRL  and  other 
outside  organizations. 
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1.3  Problem  Statement  and  Research  Goals 


The  MGL-S8A  B-Dot  sensors  were  originally  designed  under  Air  Force  Weapons 
Laboratory  (AFWL)  contract  number  F29601-75-R-0085  in  1975.  The  sensor  is  a 
multi-gap  loop  half  cylinder  on  a  ground  plane  (as  seen  in  Figure  1.1).  The  sensor 
produces  a  voltage  output  in  response  to  a  time  variant  magnetic  held,  or  B-held, 
input.  The  AFWL  sensors,  which  are  now  produced  by  two  New  Mexico  based  com¬ 
panies,  URS  and  Prodyn,  are  the  sensors  used  in  this  research  and  will  potentially  be 
the  sensors  placed  in  the  nose,  wings,  and  tail  of  the  aircraft  when  the  sensor  array 
is  constructed.  The  Prodyn  and  LIRS  sensors  are  high  quality  sensors  designed  for  a 
frequency  response  greater  than  5  GHz,  and  not  designed  to  operate  efficiently  in  the 
2-32  MHz  range. 

The  first  task  involved  in  completing  the  research  towards  the  characterization 
and  implementation  of  the  MGL-S8A  B-Dot  into  the  sensor  array  is  to  characterize 
the  sensors  through  modeling  and  simulation.  Due  to  the  advancement  of  computer 
technology,  it  has  become  common  practice  to  model  and  simulate  any  device  to  the 
extent  it  can  be  simulated.  Modeling  helps  by  building  a  foundation  of  expected 
values  and  aids  in  the  verification  of  the  item  under  test,  it  also  cuts  down  on  testing 
costs.  Due  to  their  similar  designs,  Figure  1.3  serves  as  the  model  used  to  simulate 
both  the  Prodyn  and  LIRS  B-Dot  sensors. 

The  simulations  will  be  accomplished  using  the  Computer  Simulation  Technol¬ 
ogy  (GST)  Microwave  Studio®  in  the  AFIT  Low  Observables  Radar  and  Electro¬ 
magnetics  (LORE)  Laboratory.  The  characterization  simulation  will  provide  useful 
information  with  which  to  compare  the  sensors  against  actual  measured  values. 

After  the  modeling  and  simulations  are  complete,  the  next  step  is  to  characterize 
the  sensors  against  a  steady  magnetic  held  at  azimuth  orientations  of  0,  45,  -45,  90 
and  -90  degrees  from  2-32  MHz.  Measurements  will  be  done  in  two  ways.  The  first 
method  of  characterization  is  to  simulate  and  build  a  Helmholtz  coil  for  in-house  use 
at  AFIT.  A  Helmholtz  coil  can  be  used  for  high  quality,  low  frequency  magnetic  held 
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Figure  1.3:  Schematic  Drawing  of  the  Prodyn  MGL-S8A  B-Dot  Sensor 

susceptibility  testing.  Developing  the  coil  would  reduce  electromagnetic  compatibility 
qualification  test  time  and  provide  a  relatively  uniform  sensor  for  characterization  [1], 
The  second  method  used  to  characterize  the  B-Dot  sensors  is  to  use  a  transverse 
electromagnetic  (TEM)  cell.  The  TEM  cell  provides  a  uniform  magnetic  held  from 
2-32  MHz  in  an  enclosed  test  compartment  which  helps  reduce  outside  interference. 
Because  the  TEM  cell  held  performance  is  calibrated  and  validated,  it  can  be  used 
as  a  truth  reference;  the  results  given  from  the  TEM  cell  will  be  used  as  a  control  to 
verify  the  accuracy  of  the  Helmholtz  coil. 

Once  the  sensor  measurements  have  been  taken,  the  third  task  in  this  research 
effort  is  to  compare  the  URS  and  Prodyn  sensors  to  each  other  and  the  analytical 
and  simulated  values.  Although  the  sensors  are  essentially  the  same  design,  it  is 
important  to  compare  the  frequency  response  and  magnitudes  of  each  sensor.  Making 
this  determination  will  help  guide  the  decision  on  which  sensor  will  possibly  be  used 
in  the  sensor  array. 
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In  conclusion,  the  primary  goal  of  this  thesis  is  to  determine  if  a  magnetic 
held  sensor  designed  to  operate  at  frequencies  greater  than  5  GHz  can  be  properly 
simulated  and  characterized  in  the  2-32  MHz  frequency  spectrum  at  all  azimuthal 
angles.  The  sensor  capability  will  be  evaluated  to  determine  if  it  can  be  used  efficiently 
to  improve  the  DF  system  performance  on  existing  USAF  assets.  A  secondary  goal 
is  to  simulate  and  construct  a  magnetic  held  generator  (Helmholtz  coil).  The  coil 
will  provide  a  consistent  magnetic  held  that  will  be  used  in  the  characterization  and 
analysis  of  the  magnetic  held  sensors.  The  development  of  the  coil  will  also  aid  in 
future  research  and  testing.  It  will  provide  an  inexpensive,  in-house  held  generator 
that  would  provide  the  consistent  helds  needed  to  test  sensors  in  the  2-32  MHz  range. 

1.4  Document  Organization 

This  thesis  contains  measured  characteristics  of  the  MGL-S8A  B-Dot  sensor 
and  comparisons  between  the  Prodyn  and  URS  B-Dot  sensors.  Chapter  II  provides 
background  information  on  magnetic  held  theory,  Helmholtz  coils,  and  B-Dot  sensors. 
Chapter  III  describes  the  methodology  used  to  develop  an  ideal  Helmholtz  coil  and 
the  steps  taken  to  characterize  the  B-Dot  sensors  in  both  the  TEM  cell  and  Helmholtz 
coil.  Chapter  IV  summarizes  the  sensor  characterization  and  provides  expected  versus 
measured  analysis  of  the  sensors  in  both  the  TEM  cell  and  Helmholtz  coil.  Chapter 
IV  also  provides  a  comparison  analysis  between  the  two  types  of  B-Dot  sensors  used. 
The  hnal  chapter  presents  conclusions  on  the  performance  of  the  B-Dot  sensors  and 
possible  future  developments  that  may  help  improve  magnetic  held  generation  and 
detection  [13]  [9]. 


II.  Background 


2. 1  Introduction 

This  thesis  explores  the  theory  of  magnetic  fields,  the  methods  used  in  field 
generation,  and  the  applications  and  detection  capability  of  magnetic  field  sensors, 
specifically  the  MGL-S8A  B-Dot  sensor.  This  section  provides  a  background  on  re¬ 
search  completed  regarding  the  concept  of  magnetic  fields,  magnetic  field  generators, 
and  magnetic  field  sensors.  All  background  information  presented  in  this  section 
will  build  a  solid  foundation  in  the  theory  of  magnetic  fields  and  define  the  scope 
of  the  research  conducted.  The  research  conducted  within  this  thesis  will  help  to 
determine  how  the  performance  of  the  small  MGL-S8A  B-Dot  sensors  compares  to 
simulated  structurally-integrated  antennas  in  the  2-32  MHz  HF  spectrum  [4],  The 
reason  for  detecting  magnetic  fields  in  the  HF  spectrum  is  to  determine  the  presence 
and  direction  of  magnetic  fields.  The  small  B-Dot  sensors  provide  an  unobtrusive 
B-field  detection  array  throughout  the  aircraft  which  will  help  provide  awareness  of 
surrounding  magnetic  fields  and  increase  the  aircraft  direction  finding  capability.  The 
structurally-integrated  antennas  which  the  sensors  will  be  compared  with  were  simu¬ 
lated  by  the  Berriehill  Research  Corporation  and  have  been  the  topic  of  previous  AFIT 
research  [4],  The  previous  research  conducted  in  regards  to  the  simulated  Berriehill 
antennas  will  be  compared  against  the  measurements  taken  with  the  MGL-S8A  B-Dot 
sensors. 

The  scope  of  this  research  will  be  to  simulate  and  develop  a  magnetic  field 
generator,  Helmholtz  coil,  and  characterize  the  small  B-Dot  sensors  in  the  HF  range 
using  the  Helmholtz  coil.  Another  parallel  approach  used  for  the  characterization 
of  the  B-Dot  sensors  is  the  use  of  a  TEM  cell.  The  TEM  cell  generates  a  stable 
magnetic  field  that  will  provide  accurate  measurements  of  the  B-Dot  sensors,  which 
can  then  be  used  as  a  comparison  tool  to  verify  the  accuracy  of  the  Helmholtz  coil. 
Once  satisfactory  results  are  achieved,  the  two  MGL-S8A  B-Dot  sensors  from  different 
manufacturers  will  be  compared  to  each  other  to  determine  performance  and  efficiency. 
All  Helmholtz  coil  and  B-Dot  sensor  simulations  will  be  accomplished  using  GST 
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Microwave  Studio®  and  current  MATLAB®  software.  The  simulations  will  provide  a 
solid  baseline  to  begin  construction  of  the  Helmholtz  coil  and  help  to  determine  the 
expected  values  of  the  B-Dot  sensors.  Once  simulations  are  complete,  the  coil  will  be 
constructed  and  will  be  used  to  measure  the  frequency  and  angular  performance  of 
the  B-Dot  sensors. 


2.2  Magnetic  Fields 

Magnetic  fields  are  the  basis  for  this  research  and  are  the  core  building  block 
behind  the  research  and  theory  within  this  thesis.  Although  magnetic  fields  can  theo¬ 
retically  be  explored  independently,  they  are  more  easily  understood  when  partnered 
with  the  electric  field.  This  section  provides  the  theory  and  background  of  electro¬ 
magnetic  fields.  Prodyn  Technologies  [7],  is  one  of  the  manufacturers  of  the  B-Dot 
sensors  used  during  this  research.  Prodyn  provides  relevant  magnetic  field  theory 
needed  to  understand  EM  fields  and  the  interaction  of  the  fields  with  the  sensors. 
Electromagnetic  radiation  is  the  transportation  of  energy  through  a  medium  by  si¬ 
multaneous  propagation  of  a  time  variant  electric  field  and  an  associated  covariant 
magnetic  field.  EM  radiation  can  be  in  the  form  of  a  continuous  wave  (CW),  as  in 
radio  waves,  or  a  single  burst  as  in  an  electromagnetic  pulse  (EMP).  The  electric  and 
magnetic  fields  which  occur  in  a  traveling  wave  or  a  burst  are  related  to  each  other,  to 
the  power  transmitted  by  the  wave  or  burst,  and  to  the  properties  of  the  medium  [7]. 
The  relationship,  in  free  space,  is  described  by  the  cross  product  of  the  E  and  H  fields 
which  results  in  the  Poynting  Vector  S: 


S 


E  x  H 


„  B 

Ex  — 
Ho 


D  x  B 

Ho^o 


c2  D  x  B 


where: 

S  =  power  density  being  transported,  W /m2 
E  =  electric  field  strength,  V/m 
H  =  magnetic  field  strength,  amp/m 


(2.1) 
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B  =  magnetic  induction,  Tesla 
D  =  electric  displacement,  coul/m2 
Ho  =  permeability  of  free  space,  47tx10-7  (Tesla-m)/A 
e0  =  permittivity  of  free  space,  8.85xl0~12  farad/m 
c  =  speed  of  light  in  free  space,  3xl08  m/sec 


Equation  (2.1)  can  be  used  as  a  comparison  tool  to  help  understand  the  relation¬ 
ship  between  the  Poynting  vector,  the  E  and  H  fields,  and  the  associated  relationship 
of  the  D  and  B  fields  when  accounting  for  the  permittivity  and  permeability  of  free 
space,  respectively.  The  electric  and  magnetic  fields  are  orthogonal,  so  the  magnitude 
of  the  Poynting  vector  is  the  electric  field,  E,  times  the  magnetic  field,  H,  or  E  times 
B / n0.  The  direction  of  the  Poynting  vector  is  the  direction  of  propagation.  The 
Poynting  vector  readily  describes  how  an  EM  wave  or  burst  transmits  power  through 
an  area  perpendicular  to  the  direction  of  propagation: 


P 


S  -dA  =  SA  (W) 


(2.2) 


or 


P  _  Ex  B  f  W 
A  yU0  \m2 


(2.3) 


The  Poynting  vector  is  an  important  analytical  concept  to  understand  and  if 
it  can  be  evaluated,  often  the  problem  can  be  solved.  Because  the  Poynting  vector 
is  such  a  powerful  tool,  it  is  important  to  understand  how  it  is  derived  and  the 
properties  that  are  included  within.  The  first  important  property  to  understand  is 
the  relationship  of  the  speed  of  light  to  the  properties  of  free  space;  this  relationship 
can  be  presented  by 


c 


2 


1 


(2.4) 
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Equation  (2.4)  is  an  outcome  of  Maxwell’s  field  theory  and  is  the  starting  point 
in  deriving  and  understanding  many  other  held  relationships.  This  relationship  is  also 
used  to  describe  the  impedance  of  free  space 

=  Zoy  (2.5) 

where  Z0  represents  free  space  impedance.  Maxwell’s  held  theory  can  simplified  fur¬ 
ther;  it  can  be  used  to  relate  the  ratio  of  the  electric  and  magnetic  held  components 
to  the  speed  of  light 


E 


(2.6) 


Combining  the  relationship  between  propagation  speed,  held  strength,  the  Poynt- 
ing  vector  magnitude,  and  the  impedance  of  free  space,  we  obtain: 


P  _Ex  B  _  E2  _E2 

-  1  P'0  CPo  Zq 


(2.7) 


or 


P 


E2A 


(2.8) 


Because  E2A  has  the  units  of  V2  and  Z0  has  the  units  of  ohms,  the  similarities 
to  Ohm’s  law  can  be  seen  (P  =  V2/R).  Realizing  the  relationship  between  Ohm’s 
law  and  the  Poynting  vector,  one  can  apply  the  Poynting  vector  to  a  length  of  wire 
and  calculate  the  electrical  power  infused  in  it  or  radiated  from  it.  The  utility  of  the 
Poynting  vector  in  EM  measurements  lies  in  the  ability  to  measure  either  or  both 
of  the  constituent  held  intensities  and  calculate  the  radiated  power  density,  or  to 
calculate  either  or  both  of  the  constituent  field  intensities  from  a  specified  radiated 
power  density  [7].  Having  given  a  brief  background  on  the  theory  behind  EM  fields 
and  their  relationship  in  speed,  magnitude,  field  strength,  and  free  space  impedance, 
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the  remainder  of  this  section  will  focus  on  continuous  wave  (CW)  magnetic  fields. 
The  magnetic  field  in  a  CW  is  defined  as 


B{t)  =  Bp  sin(27r/0f),  (2.9) 

where  Bp  is  the  amplitude  or  maximum  value,  fa  is  the  frequency,  and  t  is  the  time. 
The  signal  induced  in  a  conducting  loop  with  an  area  A,  normal  to  the  direction  of 
propagation,  is  directly  proportional  to  the  time  rate  of  change,  or  derivative  of  the 
magnetic  field  intensity  (Faraday’s  Law): 


V(t) 


dB(t) 


(2.10) 


where  Aeff  is  the  effective  area  of  the  B-Dot  sensor  and  the  derivative  B  with  respect 
to  time  is  defined  as: 


dB 

dt 


2ir/„Bpcos(2jr/0(). 


(2.11) 


As  can  be  seen  from  (2.11),  the  derivative  of  the  B  field  has  the  same  waveform 
as  the  B  held  with  the  exception  of  an  amplitude  magnification  of  2nf0  and  a  phase 
shift  of  7t/2. 

The  above  introduction  to  EM  fields  provides  sufficient  information  behind  the 
theory  of  magnetic  holds  and  will  help  to  understand  the  remainder  of  this  thesis  and 
the  research  conducted  in  magnetic  held  generation  and  sensing. 


2.3  Magnetic  Field  Generation 

Magnetic  held  generation  is  a  critical  portion  of  this  thesis  and  the  research 
conducted.  The  magnetic  held  generation  technique  used  for  this  research  is  the 
development  of  a  Helmholtz  coil  and  the  use  of  a  TEM  cell.  The  Helmholtz  coil 
is  intended  to  be  designed  and  used  as  an  inexpensive  test  platform  to  aid  in  the 
characterization  of  B-Dot  sensors  in  the  2-32  MHz  frequency  range.  The  TEM  cell 
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test  method  is  used  because  it  provides  a  known,  accurate  magnetic  field  that  will 
ensure  accurate  measured  results  of  the  B-Dot  sensor.  This  section  will  begin  by 
focusing  on  the  theory  behind  the  Helmholtz  coil  and  then  explain  the  concept  of  the 
TEM  cell. 

2.3.1  Helmholtz  Coil. 

A  Helmholtz  coil  is  a  device  used  to  produce  a  stable,  uniform  magnetic  field  [16] 
and  is  often  used  for  high  quality  susceptibility  testing  [1]  and  sensor  characterization 
(See  Figure  2.1). 


R 


Figure  2.1:  Helmholtz  Coil 


The  Helmholtz  coil  design  required  for  this  research  is  to  generate  a  magnetic 
field  in  the  HF  range  from  2-32  MHz.  The  coil  will  provide  the  sensor  under  test  a 
uniform,  consistent  magnetic  field  needed  to  accurately  characterize  the  B-Dot  sen¬ 
sors.  Developing  and  building  a  Helmholtz  coil  is  best  done  using  the  variational 
principle.  The  variation  principle  that  works  best  for  Helmholtz  coils  is  the  use  of 
Lagrangian  multipliers  [1].  This  method  is  the  best  for  determining  required  field 
strength,  coil  dimensions,  and  input  current;  however,  certain  trade-offs  need  to  be 
made  to  account  for  the  ideal  operation  and  generation  of  the  magnetic  field.  An  ideal 
Helmholtz  coil  for  this  research  requires  the  self  resonance  to  be  outside  the  2-32  MHz 
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frequency  range  of  interest,  the  magnetic  field  to  be  maximized,  the  self  and  mutual 
inductances  to  be  minimized,  the  impedance  to  be  minimized,  and  the  electric  held 
to  be  minimized.  There  are  several  ways  to  approach  the  development  of  a  Helmholtz 
coil,  but  certain  constraints  need  to  be  determined  to  optimize  the  coil  parameters 
and  the  variables.  For  example,  to  maximize  the  resonance  frequency  with  the  mag¬ 
netic  held  as  a  constraint  condition  would  require  solving  the  simultaneous  equations, 
or  constraint  equations 


OF  dB  _ 
dN+XdN  ~ 


(2.12) 


dF  d  B 
dr  dr 


0, 


(2.13) 


where  F  is  the  resonant  frequency,  B  is  the  magnetic  held,  N  is  the  number  of  turns 
on  each  side  of  the  coil,  and  r  is  the  radius  of  the  coil  (A  is  the  Lagrange  multiplier 
which  will  be  defined  later).  Solving  these  two  equations  simultaneously  yields  the 
maximum  magnetic  held  for  a  given  number  of  turns,  coil  radius,  and  self  resonance 
value.  The  constraint  equation  can  be  used  in  a  variety  of  ways.  Maximizing  the  B- 
hcld  while  using  current  as  a  constraint  or  to  minimizing  the  E-hcld  while  using  the 
B-held  as  a  constraint  are  just  some  of  the  options  available  when  using  the  constraint 
equation.  Understanding  the  constraint  equations  designed  for  optimal  Helmholtz 
coil  production  is  important,  but  it  does  require  more  detail  and  explanation  using 
Lagrangian  multipliers.  For  instance,  the  expression  for  the  resonant  frequency  of  a 
series  connected  alternating  current  (AC)  Helmholtz  coil  is 


where: 

F  =  resonant  frequency,  Hz 
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L  =  external  inductance  of  the  coil,  Henries 
M  =  mutual  inductance  between  the  coil  pair,  Henries 
CQ  =  coil  inter-winding  capacitance,  farads 
Cq  =  coil  capacitance  to  ground,  farads 

The  mutual  inductance  is  defined  as 


M  =  aN2r 

and  the  series  inductance  can  be  estimated  using 


L 


N2rfi0 


where: 

a  =  0. 494x1 0~6,  Henries/meter 

N  =  number  of  turns  in  the  coil,  per  side 

r  =  radius  of  Helmholtz  coil,  meters 

/j,0  =  permeability  of  free  space,  Henries/meter 

a  =  diameter  of  wire  bundle  cross  section 


(2.15) 


(2.16) 


Because  the  inductance  is  directly  proportional  to  the  number  of  turns  squared, 
the  number  of  turns  must  be  minimized  in  order  to  keep  the  inductance  down.  Now 
that  the  resonant  frequency  has  been  defined,  the  derivative  must  be  taken  with 
respect  to  N  and  r,  this  is  the  next  step  in  solving  the  constraint  (2.12) 


dF 
d N 


—  [2  Nr  Ho  (in  (16^)  —  2)  +  2  aNr] 

3"|  1  Ct 

ti  [[N2r/i0  (in  (16^)  —  2)  +  aN2r\  Ct] 


and 


(2.17) 
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(2.18) 


dF 

dr 


-  [N2h0  (In  (16^  -  2)  +  lV2/i0  +  cLV2)] 
Tt\\N2rfi0  (In  (l6r)  -  2)  +  aN2r 1  CT]  * 


where  Ct  is  the  total  capacitance.  Using  the  calculus  of  variations  with  the  Lagragian 
multiplier  technique  with  the  Lagrangian  multiplier  from  (2.12)  and  solving  for  A  gives 
the  Lagragian  expression 


A  =  -f 


2  N 


TT 


\J N2r( 4/i0  ln(2)  +  /ic  ln(r)  —  /iG  ln(a)  —  2  Ho  +  a 


(2.19) 


and  substituting  A  into  (2.12)  and  solving  for  N  yields 


N  = 


K^o  ln(l6  l)ii0+a)Br 


ln(l6^)-2 /xD+a) 


X 


'4 /ip  ln(2)+jnQ  ln(r)— /iQ  ln(q)-2/x0+a 
(y0  ln(l6^)-2y0+a) 


(2.20) 


Solving  (2.20)  calculates  the  minimum  number  of  turns  required  in  order  to 
build  the  optimal  Helmholtz  coil  based  on  the  constraints  given.  A  common  closed 
form  solution  for  the  B-field  produced  by  a  series-driven  system  of  two  identical  coils 
can  be  seen  in  (2.21)  [1]: 


Bz  = 


HoNIr 2 


(z2  +  r2)  ^  +  ((d  —  z)2  +  r2)  ^ 


where: 

Bz  =  Magnetic  held  along  the  z-axis  of  the  coil,  Tesla 
/  =  Input  current  to  the  coil,  amperes 
z  =  distance  along  the  common  axis,  m 
d  =  coil  separation,  m 


(2.21) 


For  a  Helmholtz  coil  configuration  where  the  separation  between  the  two  coils  is 
equal  to  the  radius  of  the  coils,  and  assuming  the  device  under  test  is  being  measured 
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at  the  center  volume  of  the  coil  an  equal  distance  from  each  coil  pairing,  (2.21)  can 
be  simplified  as 


B  =  - - ,  (2.22) 

r 

where  7  is  the  constant  value  given  the  parameters  of  an  ideal  Helmholtz  coil  (8.99xl0-'). 
The  derivative  of  the  magnetic  held  with  respect  to  r  and  N  yields 


and 


8B  kt1 

~dr  ~  ^ 


(2.23) 


dB  _  1 
ON  ^  r 


(2.24) 


Determining  the  electrical  and  physical  parameters  of  the  Helmholtz  coil  can 
sometimes  be  difficult  depending  on  the  constraints  used.  Certain  parameters  may 
need  to  be  sacrificed  such  as  held  strength  in  order  to  get  the  required  radius  or  optimal 
number  of  turns.  Using  the  constraint  equations  modeled  by  Dr.  Anderson  [1]  is  a 
sound  approach  when  designing  a  Helmholtz  coil. 


2.3.2  Transverse  Electromagnetic  (TEM)  Cell. 

The  transverse  electromagnetic  (TEM)  transmission  cell  was  hrst  introduced 
by  Myron  L.  Crawford  at  the  National  Bureau  of  Standards  in  1973  [5].  In  1974, 
Crawford  realized  that  the  electronic  or  electromechanical  systems  in  the  open  systems 
would  affect  the  level  and  number  of  potential  interfering  signals.  For  this  reason,  he 
presented  the  TEM  cell  for  establishing  uniform  electromagnetic  holds  in  a  shielded 
environment  [6].  It  operates  at  broad  band  frequency,  which  is  restricted  by  the 
waveguide  multimode  frequency  associated  with  the  cell  size.  Crawford  designed 
the  TEM  cell  to  operate  as  a  50  ohm  impedance-matched  system.  It  consists  of  a 
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rectangular  coaxial  transmission  section  tapered  with  coaxial  connectors  on  the  both 
ends,  as  shown  in  Figure  2.2. 


Figure  2.2:  CC-105SEXX  TEM  Cell 

Crawford’s  TEM  cell  design  maximizes  usable  test  cross  sectional  area,  max¬ 
imizes  upper  useful  frequency  limit,  minimizes  cell  impedance  mismatch  and  thus 
voltage  standing  wave,  and  maximizes  uniformity  of  EM  field  pattern  characteristic 
of  the  cell  [3].  The  IFI  CC-105  series  TEM  cell  used  for  the  measurements  of  the 
B-Dot  sensors  is  discussed  in  the  following  chapter. 

2.4  Magnetic  Field  Sensing:  Theory  Behind  B-Dot  Sensors 

Magnetic  field  sensors,  also  known  as  B-Dot  sensors,  consist  of  a  loop  of  con¬ 
ducting  material.  When  an  electromagnetic  plane  wave  is  incident  on  the  conducting 
loop,  an  open-circuit  voltage  develops  across  the  loop  terminals  [2],  Figure  2.3  is  an 
example  of  an  incident  wave  acting  on  a  single  loop  of  conducting  wire  where  the 
voltage  out  can  be  detected  between  terminals  1  and  2. 

The  term  B-Dot  comes  from  the  mathematical  expression  for  the  notation  for 
the  first  time  derivative  of  the  magnetic  field,  B  =  dB/dt.  The  voltage  out  across 
terminals  1  and  2  can  be  expressed  using  Faraday’s  law  (2.10).  As  can  be  seen,  the 
equivalent  area  of  the  loop  and  the  time  derivative  of  the  B-field  make-up  the  output 
voltage  across  the  terminals. 
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X 


Figure  2.3:  Plane  Wave  Incident  on  Loop 

The  single  strand  loop  described  here  is  used  to  explain  the  theory  behind 
magnetic  field  sensors.  The  B-Dot  sensor  used  during  this  research  is  a  bit  more 
complex.  Figure  1.3  shows  the  wiring  diagram  of  the  MGL-S8A  B-Dot  sensor  designed 
by  EG&G  Incorporated  in  the  mid  1970’s  [12].  The  diagram  in  Figure  1.1  shows  where 
the  two  ends  are  connected  to  a  ground  plane  and  the  apex  of  the  half  cylinder  is  the 
center  conductor. The  loop  formed  by  the  half  cylinder  and  ground  plane  is  interrupted 
with  two  gaps,  each  of  which  develops  a  voltage  of  V/2.  This  multigap  structure  aids 
in  the  cancellation  of  the  E-field,  averages  the  signal,  and  improves  the  frequency 
response  of  the  loop.  Since  each  gap  produces  V/2,  the  averaged  output  signal  is 
V/2.  Because  of  this,  the  effective  area  of  the  loop  is  only  one  half  of  the  geometric 
area  [12], 

2.5  Conclusion 

Understanding  the  Poynting  vector  and  the  related  E  and  H  fields  help  to  build 
a  foundation  behind  the  basic  concepts  of  EM  fields  and  the  theory  and  operation 
of  devices  used  to  generate  EM  fields.  EM  field  generators,  including  the  Helmholtz 
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coil  and  the  TEM  cell  are  two  practical  methods  that  can  be  used  to  detect  magnetic 
holds  and  test  magnetic  held  sensors. 
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III.  Methodology 

The  primary  goal  of  this  thesis  is  to  determine  if  a  magnetic  field  sensor  primarily 
designed  to  operate  at  frequencies  greater  than  5  GHz  can  be  properly  simulated 
and  characterized  in  the  2-32  MHz  frequency  spectrum  at  specific  angles  of  interest. 
Depending  on  the  response  of  the  B-Dot  sensors,  they  could  be  used  as  part  of  a 
High-Frequency  direction  finding  system  on  an  airborne  platform.  This  chapter  will 
step  through  the  design  process  used  for  creating  a  possible  magnetic  field  generation 
test  bed,  Helmholtz  coil,  in  the  HF  range.  Also,  a  theoretical  evaluation  will  be 
done  determining  the  magnetic  field  generated  by  the  Helmholtz  coil  as  well  as  CST 
Microwave  Studio®  computer  simulations.  The  theoretical  evaluation  will  be  verified 
through  lab  tests,  also  described  in  this  section.  The  test  results  will  determine  if 
the  Helmholtz  coil  method  is  a  viable  approach  to  accurately  characterize  the  B-Dot 
sensors.  This  chapter  also  steps  through  the  methodology  used  to  characterize  the 
magnetic  field  sensors  using  a  TEM  cell.  The  TEM  cell  is  a  sound,  proven  approach 
to  characterizing  the  B-Dot  sensors  and  will  also  serve  as  a  control  in  determining  the 
accuracy  of  the  Helmholtz  coil. 

3.1  Magnetic  Field  Generation  -  Helmholtz  Coil 

Helmholtz  coils  are  often  used  for  high  quality  susceptibility  testing  and  sensor 
calibration  purposes.  The  development  and  use  of  a  Helmholtz  coil  should  provide  an 
inexpensive  method  to  test  magnetic  field  sensor.  The  coil  should  be  capable  of  provid¬ 
ing  a  relatively  uniform  magnetic  field  at  the  center  volume  of  the  cylindrically  shaped 
coil.  The  optimal  design  of  a  Helmholtz  coil  depends  upon  maximizing  some  physical 
quantities  while  minimizing  others.  This  section  describes  the  methods  used  in  de¬ 
termining  the  appropriate  dimensions  and  electrical  characteristics  required  in  order 
to  create  a  Helmholtz  coil  that  is  capable  of  stable  operation  from  2-32  MHz.  The¬ 
oretical  results,  preliminary  inductance  measurements  and  CST  Microwave  Studio® 
simulations  are  also  included  in  this  section. 

3.1.1  Determining  Physical  Parameters  and  Electrical  Characteristics. 
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The  approach  used  in  determining  the  physical  parameters  and  electrical  charac¬ 
teristics  of  the  Helmholtz  coil  are  modeled  from  the  techniques  used  by  Dr.  Theodore 
Anderson  in  his  design  of  a  Helmholtz  coil  for  susceptibility  testing  using  varia¬ 
tional  calculus  and  experimental  verification  [1],  Determining  the  constraints  of  the 
Helmholtz  coil  in  order  to  achieve  optimal  parameters  is  the  number  one  priority. 
First,  the  coil  is  required  to  be  practical  in  size.  Ideally,  a  design  that  enables  the 
coil  to  be  transported  and  stored  where  it  does  not  take  np  a  lot  of  space.  This  re¬ 
quirement,  as  well  as  being  inexpensive,  is  the  main  idea  behind  building  an  in-house 
magnetic  field  generator  used  for  HF  magnetic  field  sensor  testing./ 

Other  constraints  to  consider  when  building  the  Helmholtz  coil  are  the  electrical 
characteristics,  specifically  inductance  and  self  resonance.  The  ideal  Helmholtz  coil 
design  would  be  to  push  the  resonant  frequency  beyond  the  highest  frequency  of  inter¬ 
est  (32  MHz)  in  order  to  generate  a  steady  field  within  the  volume  of  the  Helmholtz 
coil.  Equation  (2.14)  shows  the  theoretical  approach  used  when  determining  the  res¬ 
onant  frequency.  As  can  be  seen,  in  order  to  increase  the  resonant  frequency,  the  coil 
inductance  needs  to  be  minimized.  Equations  (2.15)and  (2.16)  show  the  series  and 
mutual  inductance  through  the  coil.  Another  approach  used  to  increase  the  coil  res¬ 
onant  frequency  is  to  reduce  the  coil  capacitance  as  much  as  possible;  however,  since 
accurate  lumped  parameter  approximations  for  coil  capacitance  do  not  exist  for  coils 
with  more  than  a  few  turns  [8],  the  focus  for  this  coil  design  is  to  minimize  total  induc¬ 
tance.  Although  the  Helmholtz  coil  parasitic  capacitance  cannot  be  directly  reduced, 
decreasing  the  series  inductance,  especially  by  reducing  the  number  of  turns,  helps 
to  reduce  the  parasitic  capacitance  generated  by  the  coil  windings.  Equations  (2.15) 
and  (2.16)  serve  as  a  good  starting  point  to  determine  the  physical  parameters  of  the 
coil.  Another  important  constraint  to  consider  is  maximizing  the  the  magnetic  field. 
However,  clue  to  the  more  important  inductance  and  resonant  frequency  constraints 
and  the  maximum  output  voltage  (1  Vpp)  of  the  Tektronix  arbitrary  waveform  gener¬ 
ator  AWG7102  used  during  this  test,  maximizing  the  magnetic  field  is  not  a  primary 
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concern  as  long  as  any  signal  being  detected  is  6  dBm  above  the  surrounding  noise 
floor. 

Table  3.1  depicts  four  inductance  values  for  the  Helmholtz  coil  given  a  radius  of 
0.105  meters  and  a  wire  bundle  cross  section  of  2.053  mm,  12  gauge  wire  (Figure  3.1 
shows  the  Helmholtz  coil  used  in  this  experiment).  The  parameters  decided  on  for  the 
Helmholtz  coil  were  calculated  using  the  Lagrangian  approach,  but  available  material 
and  optimal  size  were  the  primary  factors  which  resulted  in  the  design  used  in  this 
research. 


Figure  3.1:  1-Turn  Helmholtz  Coil 


Table  3.1:  Calculatec 

Helmholtz  Coil  Inductance  Values 

Turns 

Series  Inductance 
(henries) 

Mutual  Inductance 
(henries) 

Total  Inductance 
(henries) 

1 

6.21E-07 

5.19E-08 

1.35E-06 

2 

2.49E-06 

2.07E-07 

5.39E-06 

4 

9.94E-06 

8.30E-07 

2.15E-05 

40 

9.94E-04 

8.30E-05 

2.15E-03 

The  radius  and  wire  size  chosen  to  build  the  Helmholtz  coil  can  change  depend¬ 
ing  on  necessity;  however,  the  radius  and  wire  size  parameters  given  above  will  be 
used  throughout  this  process.  As  seen  in  Table  3.1,  the  1-turn  Helmholtz  coil  has  the 


24 


smallest  inductance  value  which  should  have  a  high  resonance  frequency,  thus  pro¬ 
viding  a  steady  field  within  the  coil  for  the  desired  bandwidth.  Although  the  1-turn 
Helmholtz  coil  does  not  produce  the  largest  amplitude  field,  it  is  the  best  design  in 
order  to  reduce  any  parasitic  capacitance.  Despite  the  small  magnetic  field,  it  was 
experimentally  determined  that  the  magnetic  field  generated  was  still  large  enough 
to  be  detected  by  the  B-Dot  sensors.  This  coil  design  will  be  used  to  determine  all 
the  following  parameters. 

Once  the  coil  inductance  has  been  calculated,  the  current  throughout  the  coil 
needs  to  be  determined.  Since  the  coil  is  an  inductor,  we  can  use  (3.1) 


m  = 


i 


Vpeak  Sin  (cat) 

L 


dt 


Vpeak  COS  (tut) 

Lu 


(A). 


(3.1) 


The  peak  voltage  used  is  0.5  volts  (T)ms=0.354  volts),  u  is  the  radial  frequency 
corresponding  to  2-32  MHz,  and  L  is  the  inductance  given  for  the  1-turn  coil  in 
Table  3.1.  It  is  important  to  keep  in  mind  the  current  is  a  negative  value  and  has 
been  shifted  90  degrees,  this  will  play  a  roll  in  the  outcome  of  the  expected  values. 
Figure  3.2  shows  the  current  generated  through  the  Helmholtz  coil  as  a  function  of 
frequency. 


3.1.2  Theoretical  Evaluation  of  Magnetic  Field  Using  Optimal  Parameters. 

Dr.  Anderson’s  research  [8]  in  the  design  of  a  Helmholtz  coil  for  low  frequency 
magnetic  field  susceptibility  testing  on  military  equipment  serves  as  the  baseline  for 
determining  the  parameters  and  expected  output  of  the  Helmholtz  coil  constructed 
and  used  during  this  research  experiment.  It  is  also  Dr.  Anderson’s  analytical  expres¬ 
sions  that  are  used  to  predict  the  magnetic  field  within  the  volume  of  the  Helmholtz 
coil 


Bz  = 


p0NIr2 


(z2  +  r2)  ^2  +  ((d  —  z)2  +  r2)  ^ 


(3.2) 
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Measured  Current  Values  for  1-Turn  Helmholtz  Coil 


Figure  3.2:  1-Turn  Helmholtz  Coil  Current 


where, 

Bz=  magnetic  field  along  the  z-axis  of  the  coil,  Tesla 
/i0  =  permeability  of  free  space,  47tx10~'  (Tesla-m)/A 
N  =  number  of  turns  per  coil 
r  =  radius  of  the  coil,  m 
z  =  distance  along  the  common  axis,  m 
d  =  coil  separation,  m 

The  maximum  input  current,  /,  at  the  various  input  frequencies  is  derived 
in  (3.1)  and  incorporated  into  (3.2).  The  B-field  generated  by  the  Helmholtz  coil 
is  seen  in  Figure  3.4  and  shows  the  calculated  magnetic  field  as  it  changes  with  fre¬ 
quency.  This  calculated  B-field  was  derived  using  mathematical  calculations  given  the 
optimal  parameters  needed  to  design  the  ideal  Helmholtz  coil;  however,  it  is  necessary 
before  conducting  any  B-Dot  sensor  characterization  tests  to  accurately  measure  the 
electrical  parameters  of  the  Helmholtz  coil.  Measuring  the  actual  inductance  is  key 
when  determining  the  input  drive  current  and  ultimately  the  expected  magnetic  field 
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generated  within  the  volume  of  the  coil.  This  measurement  was  done  with  the  help  of 
Dr.  Lorenzo  LoMonte  at  AFRL.  The  Agilent  N5230A  PNA-L  Network  Analyzer  was 
used  to  determine  the  inductance  through  three  similar  coils,  each  with  a  different 
number  of  turns  on  each  side,  1-turn,  2-turn,  and  4-turns  per  side.  The  inductance 
measured  through  the  1-Turn  Helmholtz  coil  is  seen  in  Figure  3.3. 


Inductance  through  1-Turn  Helmholtz  Coil 


Figure  3.3:  Measured  Inductance  -  1-Turn  Helmholtz  Coil  from  2-32  MHz 

Once  accurate  inductance  values  are  measured,  new  measured  input  current  val¬ 
ues  can  be  calculated  using  (3.1).  Also,  an  accurate  depiction  of  the  actual  magnetic 
field  generated  through  the  volume  of  the  Helmholtz  coil  using  (3.2)  can  be  made. 
Along  with  the  analytic  magnetic  field  calculated  using  the  calculated  inductance  val¬ 
ues,  Figure  3.4  also  shows  the  magnetic  field  expected  by  the  Helmholtz  coil,  using 
the  measured  inductance  values,  these  values  can  be  found  in  Appendix  B. 

Figure  3.4  depicts  the  magnetic  held  generated  by  the  Helmholtz  coil  using 
the  measured  inductance  values  compared  to  the  magnetic  held  generated  by  the  coil 
using  the  calculated  inductance  values.  Also  shown  in  Figure  3.4  is  the  CST  simulated 
B-held  which  will  be  discussed  later. 
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Figure  3.4:  Magnetic  Field  -  Calculated,  Measured  and  CST  Values 

The  expected  magnetic  field  shown  in  Figure  3.4  will  be  used  as  the  field  acting 
on  the  B-Dot  sensor  during  the  characterization  test. 

3.1.3  CST  Microwave  Studio  Simulations. 

Computer  simulations  for  the  Helmholtz  coil  using  the  CST  Microwave  Studio®, 
Figure  3.5,  show  the  magnitude  and  the  expected  uniformity  of  the  H-field  in  the 
center  volume  of  the  Helmholtz  coil. 

Figure  3.4  compares  the  calculated  and  measured  Helmholtz  coil  B-fields  to  the 
B-field  simulation  of  the  CST  Microwave  Studio®  models  from  2-32  MHz.  As  can  be 
seen,  the  B-field  simulation  of  the  CST  Microwave  Studio®  models  compared  to  the 
measured  and  calculated  values  is  larger  by  500nT  at  the  lower  frequencies  and  20nT 
at  the  higher  frequencies.  This  is  due  to  the  slightly  larger  input  voltage  used  during 
the  simulations  (1.5  Vpp)  as  opposed  to  the  1  Vrrns  value  used  in  the  calculations.  Also, 
the  simulation  is  using  the  optimal  inductance  value  of  1.3/iH  throughout  causing  the 
slightly  higher  field  values. 


Type 
Monitor 
Plane  at  x 
Maxinum-2D 
Frequency  4 

Phase  90  degrees 


A/m 


1.99 

1.69 

1.42 

1.20 

1.00 

0.836 

0.692 

0.568 

0.461 

0.369 

0.29 

0.222 

0.163 

0.113 

0.0696 

0.0322 


I 


y 
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Figure  3.5:  CST  H-field  Generated  by  Helmholtz  Coil  -  4  MHz 


3.2  Magnetic  Field  Generation  -  TEM  Cell 

Another  method  used  for  testing  magnetic  field  sensors  is  the  transverse  elec¬ 
tromagnetic  (TEM)  cell.  The  TEM  cell  magnetic  field  test  in  this  research  will  be 
used  as  a  parallel  approach  to  the  Helmholtz  coil  to  characterize  the  B-Dot  sensors.  It 
will  also  serve  as  a  control  to  aid  in  the  verification  of  the  Helmholtz  coil.  TEM  cells 
can  be  used  for  a  variety  of  measurements,  including  susceptibility  testing,  emissions 
testing,  and  sensor  calibration  to  name  a  few.  The  IFI-CC105  Series  TEM  cell  (see 
Figure  2.2)  used  in  this  research  provides  efficient  field  generation  from  DC  to  1  GHz. 
The  cell  consist  of  a  rectangular  transmission  line  operating  in  the  TEM  mode.  The 
cell  is  tapered  at  each  end  to  a  transition  section  that  matches  to  a  50-ohm  N-type 
coaxial  jack.  Size  and  precision  design  of  the  CC  series  allow  for  accurate  mainte¬ 
nance  and  measurement  of  E-field  levels  (within  1.0  dB  on  most  models)  without 
antennas.  The  geometry  of  the  cell  combined  with  its  well  maintained  impedance 
minimizes  undesirable  resonance  effects.  In  addition,  the  typical  VSWR  is  less  than 
1.25  to  1  [15]. 


3.2.1  Determining  Physical  Parameters  and  Electrical  Characteristics. 
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Before  calculating  the  expected  magnetic  field  inside  the  TEM  cell,  it  is  impor¬ 
tant  to  know  the  physical  parameters  of  the  TEM  cell.  Table  3.2  gives  the  dimensions 
of  the  CC-105SEXX,  including  the  septum  height,  which  will  be  used  to  calculate  the 
electric  field  generated  within  the  TEM  cell. 


Tabic  3.2:  CC-105SEXX  TEM  Cell  Parameters 


DC  to  Maximum  Frequency  1  GHz 

Maximum  Test  Object  Size  (inches) 

Outside  Dimensions  (inches) 

Septum  Height 

Length 

Depth 

Height 

Length 

Depth 

Height 

Inches 

Meters 

4.7 

4.7 

2.3 

34.3 

16 

16 

7.1 

0.18 

The  electric  field  generated  inside  the  chamber  may  be  calculated  from  the 
expression: 


E  =  ^  (V/m).  (3.3) 

Equation  (3.3)  is  found  in  the  IFI  CC-105  Series  TEM  cell  specification  sheet  [15]. 
D  represents  the  distance  from  the  top  of  the  TEM  cell  to  the  center,  also  referred  to 
as  the  septum  height  of  the  TEM  cell  (0.18  m).  The  Vrms  value  is  the  input  voltage 
to  the  TEM  cell.  Equation  (3.4)  is  used  to  convert  the  input  power  to  the  input  rms 
voltage 


brms 


10(pin/io)  x  ^ 


1000 


tn 


(3.4) 


where  Z  is  the  TEM  cell  impedance  (50  ohms)  and  the  input  power  is  in  dBm  from 
the  signal  generator  [11],  Once  the  E-helcl  is  calculated,  the  B-ficld  is  found  by 


B  =  |  (T),  (3.5) 

where  E  is  the  electric  held  calculated  in  (3.3)  and  c  is  the  speed  of  light  in  a  vacuum. 
The  equations  defined  above  help  to  determine  the  magnetic  held  acting  on  the  B-Dot 
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sensor  in  the  center  of  the  TEM  cell.  The  theoretical  magnetic  held  generated  by  the 
TEM  cell  using  a  4  dBm  input  can  be  found  in  Appendix  A. 

3.3  B-Dot  Sensor  Characterization 

This  section  describes  the  two  approaches  used  in  the  the  characterization  of  the 
URS  and  Prodyn  MGL-S8A  B-Dot  sensors.  These  two  characterization  approaches, 
using  TEM  cell  and  Helmholtz  coil,  are  conducted  in  a  similar  manner.  Results  will 
be  compared  to  theoretical  predictions,  as  well  as  computer  simulations. 

The  MGL-S8A  B-Dot  sensors  are  half-cylinder  loops  mounted  on  conducting 
ground  plates  to  measure  the  time-rate  of  change  of  incident  magnetic  fields  [12].  The 
sensor  produces  a  voltage  output  in  response  to  a  time  variant  magnetic  held,  B-Eeld, 
input.  The  two  different  sensors,  which  are  produced  by  URS  and  Prodyn,  two  New 
Mexico  based  companies,  are  the  focal  point  of  this  research  and  will  serve  as  the 
devices  under  test  (DUT)  for  the  2-32  MHz  HF  sensor  characterization  testing.  The 
Prodyn  (see  Figure  1.1)  and  URS  sensors  are  based  on  the  same  design  developed  by 
AFWL  in  1975  [12].  Sensor  specifications  and  dimensions  are  presented  in  Table  3.3 
and  Figure  3.6.  The  test  approach  for  the  TEM  cell  and  Helmholtz  coil  B-Dot  sensor 
HF  characterization  test  are  presented  in  this  section.  Table  3.3  presents  a  descrip¬ 
tion  and  technical  characteristics  of  the  MGL-S8A  B-Dot  sensor  device  under  test  to 
include  response  time,  maximum  voltage  out,  and  device  parameters.  This  section 
explains  the  objectives  of  the  B-Dot  sensor  characterization  test,  the  scope  of  the 
test,  and  an  inventory  of  the  various  resources  needed  to  complete  the  test  (including 
personnel,  hardware,  and  software).  Theoretical  calculations  and  computer  simulated 
results  have  been  compiled  which  illustrate  the  expected  magnetic  held  generated  by 
the  TEM  cell  and  Helmholtz  coil  and  the  expected  values  from  the  B-Dot  sensor  in 
response  to  the  magnetic  held. 

The  objective  of  characterizing  the  MGL-S8A  B-Dot  sensor  at  HF  is  to  deter¬ 
mine  the  sensor  voltage  out  and  power  out  response  from  2-32  MHz  at  azimuthal 
angles  of  -90,  -45,  0,  45,  and  90  degrees  as  depicted  in  Figure  3.7.  The  frequency 
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Figure  3.6:  MGL-S8A  B-Dot  Sensor  Diagram 


response  and  angular  response  measurements  will  subsequently  be  converted  into  the 
magnetic  field  (Tesla)  and  evaluated  to  characterize  sensor  HF  magnetic  field  de¬ 
tection  capability.  Results  from  the  B-Dot  sensor  HF  characterization  test  will  be 
compared  to  theoretical  results  and  will  aid  in  determining  the  feasibility  of  using  the 
MGL-S8A  B-Dot  sensors  for  magnetic  field  direction  finding  purposes. 


Magnetic  Field 

1 


Figure  3.7:  Sensor  Orientation  w.r.t.  B-field 
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Table  3.3:  MGL-S8A  B-Dot  Sensor  Specifications 


Parameter 

MGL-8 

A eq  (m2) 

lxicr5 

Frequency  Response  (3  dB  Point) 

<  5GHz 

Risetime  (Trio-9o) 

<  0.05  ns 

Maximum  Output  (peak) 

150  V 

Maximum  Field  Change 

1.5x10'  (Tesla/sec) 

Output  Connector 

Female  SMA 

Mass 

15  g 

Dimensions  (cm) 

L 

2.54 

W 

2.54 

h 

0.6 

T 

0.1 

D 

0.7 

The  two  B-Dot  sensors  characterized  during  the  TEM  cell  and  Helmholtz  coil 
test  are: 


•  Prodyn  MGL-S8A  B-Dot  Sensor,  Serial  Number  61 

•  URS  MGL-S8A  B-Dot  Sensor,  Serial  Number  61 

Test  results  from  each  method  and  the  GST  Microwave  Studio®  computer  sim¬ 
ulated  results  will  be  analyzed  and  compared  in  the  following  chapter. 

3.3.1  B-Dot  Sensor  Characterization  -  TEM  Cell. 

The  TEM  cell  is  one  approach  to  the  B-Dot  sensors  characterization  test  because 
it  establishes  a  uniform  electromagnetic  field  within  a  shielded  environment.  The 
results  of  the  TEM  cell  test  are  considered  to  be  more  accurate  and  will  be  used  to 
supplement  the  characterization  of  the  B-Dot  sensors  as  well  as  help  authenticate  the 
Helmholtz  coil. 

3. 3. 1.1  TEM  Cell  Test  Resources. 

The  TEM  cell  required  to  conduct  the  characterization  test  is  not  available  at 
AFIT  or  AFRL,  so  the  SPAWAR  Systems  Center  Pacific  CERF  facility  in  Point  Lorna 
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San  Diego  provided  insight  to  the  test  as  well  the  necessary  equipment  needed  for  the 
test.  Below  is  a  list  of  the  test  equipment  provided  by  SPAWAR  to  complete  the 
characterization  test: 

•  Aglient  E8257D  PSG  Analog  Signal  Generator 

•  Aglient  E4440A  PSA  Spectrum  Analyzer 

•  All  associated  cables  and  required  calibration  equipment 

•  CC-105SEXX  TEM  Cell 

The  CC  series  TEM  cell  used  to  generate  the  constant  magnetic  field  is  shown 
in  Figure  2.2,  with  technical  parameters  presented  in  Table  3.2 

The  MATLAB®  R2010a  software  suite  is  used  for  pre  and  post  processing  anal¬ 
ysis  which  includes  the  theoretical/expected  voltage  out,  power  out,  and  magnetic 
field  values  generated  by  the  TEM  cell.  Also,  CST  Microwave  Studio®  is  used  to 
model  the  B-Dot  sensors  and  provide  simulated  output  results. 

3.3. 1.2  TEM  Cell  Theoretical  Evaluation. 

The  MGL-S8A  B-Dot  sensor  theoretical  evaluations  are  presented  in  Appendix  A 
and  include  the  B-ficld  generated  by  the  TEM  cell,  the  voltage  out  of  the  B-Dot  sensor, 
and  the  equivalent  power  out  at  azimuthal  angles  of  -90,  -45,  0,  45,  and  90  degrees. 

Understanding  how  the  TEM  cell  works  is  important  to  help  define  the  magnetic 
held  generated  inside  the  cell  in  order  to  properly  measure  the  response  of  the  B-Dot 
sensors.  The  first  step  is  to  calculate  the  electric  held  inside  the  TEM  cell  (see  (3.3)). 
Input  voltage  values  are  calculated  given  the  4  dBm  input  from  the  Aglient  E8257D 
PSG  Analog  Signal  Generator.  Once  the  E-held  is  calculated  it  can  be  used  in  ((3.5) 
to  calculate  the  B-held  acting  on  the  B-Dot  sensor  inside  the  TEM  cell. 

Once  the  B-held  generated  by  the  TEM  cell  is  calculated,  it  is  used  as  the  input 
the  the  MGL-S8A  B-Dot  sensor.  Equation  (3.6)  incorporates  the  B-held  calculated 
in  (3.5),  Aeq  is  the  equivalent  area  of  the  B-Dot  sensor  (10~5  m2,  oj  is  the  radial 
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frequency  input  from  the  signal  generator,  and  6  is  the  sensor  orientation  with  respect 
to  the  magnetic  field  [12]  [7], 


V0  =  BAequ cos(0)  (V).  (3.6) 

The  voltage  out  results  and  the  converted  power  out  values  are  given  in  Ap¬ 
pendix  A,  the  B-Dot  sensor  expected  power  out  readings  for  the  0  and  45  degree 
orientation  can  be  seen  in  Figure  3.8. 


Expected  Power  Out  from  B-Dot  Sensor 


Figure  3.8:  B-Dot  Sensor  Expected  Power  Out  with  4  dBm  Input  Power 

3. 3. 1.3  TEM  Cell  Test  Process. 

To  ensure  accurate  results,  it  is  import  to  calibrate  the  support  equipment  used, 
including  the  signal  generator,  spectrum  analyzer,  and  the  TEM  cell.  The  SPAWAR 
test  team  offered  to  assist  and  verify  all  equipment  is  setup  and  operating  accurately 
in  order  to  precision  measurements.  Another  important  factor  to  achieve  accurate 
test  results  is  to  use  the  same  cables  during  the  entire  test  process.  Cable  loss  will 
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be  measured  and  incorporated  into  the  final  measurement  results.  Once  calibration  is 
complete,  the  B-Dot  sensor  characterization  test  will  be  set  up  according  to  Figure  3.9. 

Spectrum 

Analyzer 


Figure  3.9:  MGL-S8A  B-Dot  Sensor  Characterization  Test  Set-up 

The  input  power  to  the  TEM  cell  will  be  set  for  4  dBm  (1  Vpp)  for  all  test  mea¬ 
surements.  The  sensor  characterization  test  will  be  completed  first  with  the  Prodyn 
sensor  followed  by  the  URS  sensor.  The  first  set  of  measurements  will  be  taken  with 
the  sensor  oriented  at  0  degrees  with  respect  to  the  magnetic  field  generated  by  the 
TEM  cell.  Once  the  sensor  is  oriented  correctly,  measurements  will  be  taken  starting 
at  2  MHz  and  ending  at  32  MHz  in  1  MHz  increments.  All  test  points,  including 
power  out  in  dBm  and  the  integrated  average  noise  floor,  will  be  annotated.  Once 
the  first  set  of  test  points  are  recorded  at  the  0  degree  orientation,  the  sensor  will  be 
orientated  at  -45  degrees,  as  depicted  in  Figure  3.10. 

The  power  out  and  noise  floor  will  be  recorded  at  this  orientation  for  all  fre¬ 
quencies  from  2-32  MHz.  The  test  will  continue  in  this  manner  for  all  azimuthal 
angles  (-90,  -45,  0,  45,  and  90  degrees).  Once  the  Prodyn  sensor  has  been  measured 
at  all  frequencies  and  all  orientations,  the  URS  sensor  will  be  measured  in  the  same 
manner. 

3.3.2  B-Dot  Sensor  Characterization  -  Helmholtz  Coil. 
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Figure  3.10:  TEM  Cell  Sensor  Orientation  w.r.t.  B-field 


The  Helmholtz  coil  is  the  second  approach  used  to  characterize  the  B-Dot  sen¬ 
sors.  The  coil  design  should  produce  a  relatively  uniform  magnetic  held  in  the  center 
volume  of  the  cylinder  through  the  entire  frequency  range  in  which  the  test  is  to  be 
conducted.  Along  with  test  equipment  already  on-hand  at  AFIT,  the  Helmholtz  coil 
can  likely  be  used  as  an  inexpensive,  in-house,  magnetic  held  generator  used  for  sensor 
characterization  in  the  HF  range.  Having  this  capability  will  decrease  dependance  on 
outside  organizations  and  allow  for  further  verification  testing  of  the  B-Dot  sensors. 


3.3.2. 1  Helmholtz  Coil  Test  Resources. 

All  equipment  required  to  conduct  the  B-Dot  sensor  Helmholtz  coil  characteriza¬ 
tion  test  is  on-hand  at  AFIT  and  AFRL.  Dr.  Lorenzo  LoMonte  from  AFRL  provided 
insight  to  the  development  of  the  Helmholtz  coil  and  also  assisted  in  the  inductance 
measurements  of  the  coil.  Below  is  a  list  of  equipment  used  to  measure  the  inductance 
of  the  Helmholtz  coil  and  characterize  the  B-Dot  sensors 


•  Agilent  N5230A  PNA-L  Network  Analyzer 

•  Tektronix  AWG7102  Arbitrary  Waveform  Generator 

•  Agilent  E4440A  PSA  Spectrum  Analyzer 

•  All  associated  cables  and  required  calibration  equipment 
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•  Helmholtz  coil 


The  Helmholtz  coil  was  constructed  from  an  8”  diameter  Quik-Tube  ridged  fiber 
building  form  tube.  The  tube  consist  of  high-quality  fiber  laminated  with  an  adhesive. 
The  tube  provides  a  rigid  structure  in  which  to  form  the  coil,  and  the  materials  of 
the  tube  have  a  high  permeability,  which  allows  the  magnetic  field  to  radiate  evenly. 
The  wire  used  for  the  coil  turns  is  12-gauge  insulated,  solid  core  copper  wire.  An 
SMA  type  connector  was  soldered  to  each  end  of  the  wire  and  is  used  for  the  input 
voltage  of  the  Helmholtz  coil.  Figure  3.1  is  the  1-turn  coil  used  for  the  B-Dot  sensor 
characterization  test. 

Table  3.4  gives  the  physical  parameters  of  the  Helmholtz  coil  used  during  the 
characterization  test.  These  parameters  are  also  used  to  calculate  the  expected  values 
of  the  B-ficld  generated  by  the  coil  and  the  power  out  from  the  B-Dot  sensors.  The 
sensor  location  is  in  the  center  of  the  coil  volume  equally  placed  between  both  sets  of 
coils. 


Table  3.4:  Helmholtz  Coil  Physical  Parameters 


Number  of 
Turns 

Coil  Radius 

Distance  Between 
Turns 

Sensor  Location 

Wire  Diameter 

1 

0.105(m) 

0.105(m) 

0.0525(m) 

2.052(mm) 

The  MATLAB®  R2010a  software  suite  is  used  for  pre  and  post  processing  anal¬ 
ysis  including  the  theoretical/expected  voltage  out,  power  out,  and  magnetic  field 
values  generated  by  the  Helmholtz  coil.  Also,  CST  Microwave  Studio®  is  used  to 
model  the  field  generated  by  the  Helmholtz  coil  and  provides  simulated  results. 

3. 3. 2. 2  Helmholtz  Coil  Theoretical  Evaluation. 

The  MGL-S8A  B-Dot  sensor  theoretical  evaluations  are  presented  in  Appendix  B 
and  include  the  B-field  generated  by  the  Helmholtz  coil,  the  voltage  out  of  the  B-Dot 
sensor,  and  the  equivalent  power  out  at  azimuthal  angles  of  -90,  -45,  0,  45,  and  90 
degrees. 
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Understanding  how  the  Helmholtz  coil  works  is  important  to  help  define  the 
magnetic  generated  inside  the  coil  in  order  to  properly  measure  the  response  of  the 
B-Dot  sensors.  The  defining  equation  used  to  determine  the  magnetic  field  within  the 
coil  volume  is  expressed  in  (3.2) 

Once  the  B-field  generated  by  the  Helmholtz  coil  is  calculated,  it  is  used  as 
the  input  the  the  MGL-S8A  B-Dot  sensor.  Equation  (3.6)  incorporates  the  B-field 
calculated  in  (2.21),  Aeq  is  the  equivalent  area  of  the  B-Dot  sensor  (lCD5m2),  lu  is  the 
radial  frequency  input  from  the  signal  generator,  and  6  which  is  the  sensor  orientation 
with  respect  to  the  magnetic  field  [12]  [7].  The  expected  voltage  out  results  and  the 
converted  power  out  values  are  given  in  Appendix  B.  The  0  and  45  degree  orientation 
power  out  is  also  seen  in  Figure  3.11  (the  90  degree  plot  was  excluded  because  its 
expected  value  is  small  and  alters  the  scale  of  the  plot) 


B-Dot  Sensor  Expected  Power  Out  from  Hemlholtz  Coil 


Figure  3.11:  Expected  Power  Out  of  B-Dot  Sensor  at  0  and  45  Degrees 

3. 3. 2. 3  Helmholtz  Coil  Test  Process. 
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Calibration  of  all  support  equipment,  including  the  arbitrary  waveform  genera¬ 
tor  and  spectrum  analyzer,  is  required  to  ensure  accurate  results  are  measured.  It  is 
also  important  to  measure  and  account  for  the  attenuation  loss  through  the  cables. 
For  accurate  results,  use  the  same  cables  throughout  the  entire  test.  Once  calibration 
is  complete  and  preliminary  measurements  are  taken,  the  Helmholtz  coil  B-Dot  sensor 
characterization  test  will  be  set  up  and  oriented  according  to  Figure  3.12. 

Tektronix  AWG7102  vouogein 

Arbitrary  Waveform  -  - - 

Generator 


Figure  3.12:  Helmholtz  Coil  B-Dot  Sensor  Characterization  Test  Set-up 

The  input  voltage  to  the  coil  is  1  Vpp  for  all  test  measurements.  The  sensor 
characterization  test  will  be  completed  first  with  the  Prodyn  sensor  followed  by  the 
URS  sensor.  The  first  set  of  measurements  will  be  taken  with  the  sensor  oriented  at 
0  degrees  with  respect  to  the  magnetic  field  generated  by  the  TEM  cell.  Once  the 
sensor  is  oriented  correctly,  measurements  will  be  taken  starting  at  2  MHz  and  ending 
at  32  MHz  in  1  MHz  increments.  All  test  points,  including  power  out  in  dBm  and 
the  noise  floor,  will  be  annotated.  Once  the  first  set  of  test  points  are  recorded  at 
the  0  degree  orientation,  the  sensor  will  be  orientated  at  -45  degrees,  as  depicted  in 
Figure  3.12.  The  power  out  and  noise  floor  will  be  recorded  at  this  orientation  for  all 
frequencies  from  2-32  MHz.  The  test  will  continue  in  this  manner  for  all  azimuthal 
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angles  (-90,  -45,  0,  45,  and  90  degrees).  Once  the  Prodyn  sensor  has  been  measured 
at  all  frequencies  and  all  orientations,  the  URS  sensor  will  be  measured  in  the  same 
manner. 

3.3.3  B-Dot  Sensor  -  CST  Microwave  Studio  Simulation. 

The  CST  Microwave  Studio®  computer  simulated  expected  results  of  the  B-Dot 
characterization  test  at  different  orientations  can  be  seen  in  Figures  3.13  and  3.14, 
numerical  values  are  given  in  Appendix  C. 


B-Dot  Sensor  Characterization  Uing  CST  Results 


Figure  3.13:  CST  Results  of  B-Dot  Characterization  at  0,  45,  and  90  Degrees 

The  model  constructed  in  CST  Microwave  Studio®  is  based  on  the  Prodyn 
schematic  figure.  The  results  provided  in  Appendix  C  are  the  sensor  radiation  effi¬ 
ciency  (in  dB),  total  efficiency  (in  dB),  and  sensor  directivity  (in  dBi).  Using  these 
results,  the  power  out  can  be  calculated  using 

Power  Out  {dBm)  =  10  log  ( G ) ,  (3.7) 
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B-Dot  Sensor  Characterization  Uing  CST  Results 


Figure  3.14:  CST  Results  of  B-Dot  Characterization  at  0  and  45  Degrees 
where  G  is  the  Gain  of  the  sensor.  The  gain  is  then  calculated  as 

G  (dBm)  =  D  *  er,  (3.8) 

where  er  is  the  radiation  efficiency  given  in  the  CST  Microwave  Studio®  results  and 
D  is  the  sensor  directivity  value  given  by 

D  =  lo(^).  (3.9) 

The  dBi  value  in  (3.9)  is  given  in  the  Appendix  C  CST  Microwave  Studio® 
results.  Figure  1.3  is  the  schematic  diagram  of  the  Prodyn  sensor  which  the  results 
were  based. 
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IV.  Results 


This  section  analyzes  and  compares  the  measured  results  of  both  the  URS  and  Prodyn 
B-Dot  sensors  using  the  Helmholtz  coil  and  TEM  cell  test  methods.  These  results  are 
compared  to  theoretical  values  calculated  in  Chapter  III  and  CST  Microwave  Studio® 
simulated  results. 

4-1  Helmholtz  Coil  B-Dot  Sensor  Characterization  -  Results 

One  of  the  main  aspects  of  the  research  conducted  in  this  thesis  is  to  develop  a 
magnetic  field  generating  system  in  the  HF  frequency  range  to  use  as  an  inexpensive, 
in-house  test  bed  for  the  purpose  of  characterizing  magnetic  field,  B-Dot,  sensors. 
The  approach  decided  on  and  used  is  the  Helmholtz  coil.  The  Helmholtz  coil  consists 
of  two  identical  loops  each  with  the  same  amount  of  turns.  The  two  coil  pairings  are 
separated  by  a  distance  equal  to  the  radius  of  the  coil.  The  separation  is  important 
because  it  creates  a  uniform  held  in  the  center  volume  of  the  coil  pairing,  where  the 
device  under  test  is  to  be  placed.  The  coils  are  powered  by  an  input  voltage  source 
which  allows  for  a  current  how  through  the  coil.  The  coil  is  designed  so  the  current 
hows  in  the  same  direction  and,  ideally,  would  be  equal.  However,  since  the  coil  being 
built  requires  an  HF  input  from  2-32  MHz,  and  not  DC,  the  constant  current  how  can 
be  difficult  to  achieve.  Because  of  this,  it  is  important  to  calculate  and  measure  the 
impedance  through  the  coil.  In  the  coil  design  used,  we  only  account  for  the  inductive 
reactance,  caL,  and  we  assume  any  DC  resistance  is  negligible.  An  ideal  design  of  an 
AC  Helmholtz  coil  should  have  a  relatively  constant  inductance,  which  is  needed  to 
keep  the  held  in  the  center  volume  of  the  coil  pairing  uniform. 

This  section  provides  measured  values  taken  with  a  1-turn  Helmholtz  coil  with 
a  radius  of  0.105  meters  using  12  gauge  copper  wire  with  a  1  Vpp  input  voltage 
(see  Figure  3.1).  This  design  is  used  because  it  provides  a  near  uniform  held  from 
2-20  MHz  at  which  point  the  held  becomes  unstable  due  to  a  resonant  frequency. 
The  1-turn  coil  was  also  chosen  because  it  acts  completely  as  an  inductor  and  is 
not  susceptible  to  parasitic  capacitance  as  were  the  coils  with  multiple  turns.  B-Dot 
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measured  values  were  taken  using  two  MGL-S8A  sensors,  manufactured  by  Prodyn 
and  URS  respectively,  at  azimuthal  angles  of  -90,  -45,  0,  45,  and  90  degrees  from 
2-32  MHz.  The  sensor  power  out  values,  in  dBm,  are  compared  to  theoretical  values 
derived  from  calculated  and  measured  inductance  values  and  the  Helmholtz  coil  B- 
field  as  calculated  using  (3.2).  Figure  4.1  shows  the  measured  B-field  results  from  the 
Helmholtz  coil  compared  to  the  calculated,  expected,  and  CST  generated  fields. 


Figure  4.1:  Expected  and  Measured  B-field  -  Helmholtz  Coil 

It  is  not  surprising  to  see  the  calculated  values  match  the  values  of  the  CST 
results,  in  fact,  the  input  voltage  to  the  CST  simulations  was  0.7  Vpp  higher  than  the 
1  Vpp  value  used  in  the  B-field  calculations,  which  is  likely  the  reason  the  CST  result 
is  slightly  higher  than  the  calculated  result.  Also,  the  simulated/calculated  values 
show  a  higher  B-field  in  the  lower  frequency  range,  this  is  due  to  the  ideal  low  (1.3 
pH),  steady  inductance  values  calculated.  The  measured  inductance  values  range 
from  1.6  to  1.9  pH  from  2-20  MHz,  at  which  point,  the  resonant  frequency  causes 
the  an  instability  in  the  coil’s  H-field.  The  measured  results  shown  in  Figure  4.1  are 
better  than  expected,  especially  from  8-32  MHz.  Although  the  values  measured  are 
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close  to  the  expected  values,  recharacterizing  the  Helmholtz  coil  inductance  values 
and  determining  the  permeability  of  the  Quik-Tube  used  to  construct  the  Helmholtz 
coil  may  bring  the  expected  values  calculated  using  the  measured  coil  inductances 
closer  to  the  calculated  and  simulated  results. 

4-1.1  Prodyn  B-Dot  Sensor  Characterization  -  Helmholtz  Coil. 

This  section  provides  results  for  measured  values  taken  using  the  Prodyn  B-Dot 
sensor  at  orientations  of  -90,  -45,  0,  45,  and  90  degrees  with  respect  to  the  generated 
B-field  along  the  z-axis  of  the  Helmholtz  coil.  The  measured  values  were  taken  using 
the  Tektronix  AWG7102  arbitrary  waveform  generator  with  a  1  Vpp  input  voltage 
from  2-32  MHz.  The  output  power  results  from  the  B-Dot  sensor,  in  dBm,  were 
recorded  using  an  Aglient  E4440A  PSA  spectrum  analyzer.  The  average  noise  floor, 
which  consists  of  any  unwanted  signals  in  the  frequency  range  of  interest,  was  -116.8 
dBm.  The  average  noise  floor  is  proportional  to  the  resolution  bandwidth  setting 
of  the  spectrum  analyzer,  for  this  test,  the  resolution  bandwidth  was  set  to  100  Hz. 
This  setting  resulted  in  an  integrated  noise  level  low  enough  to  be  able  to  detect  the 
signals,  especially  in  the  lower  frequency  ranges.  The  downside  to  this  setting  was 
the  45  second  sweep  time  needed  to  measure  each  signal.  The  power  out  and  noise 
floor  level  at  all  orientations  for  the  Prodyn  sensor  Helmholtz  coil  test  can  be  found 
in  Appendix  E.  Also  note,  any  signal-to-noise  ratio  (SNR)  value  greater  than  6  dB 
is  considered  a  detectable  signal.  The  first  set  of  results  seen  in  Figure  4.2  show  all 
measured  values  of  the  Prodyn  sensor  at  all  five  orientations. 

As  expected,  the  sensor  has  the  greatest  return  at  the  zero  degree  orientation 
with  an  average  value  of  -72.84  dBm  from  2-32  MHz.  As  the  sensor  was  turned  away 
from  the  magnetic  field  in  the  positive  and  negative  45  degree  directions,  the  measured 
power  starts  to  decrease.  The  average  power  out  in  the  negative  45  degree  direction  is 
-75.78  dBm  and  -76.67  dBm  in  the  positive  45  degree  direction.  Also,  as  can  be  seen, 
the  measured  values  at  the  positive  and  negative  90  degree  orientations  are  -101.5 
dBm  and  -100.69  dBm  respectively. 
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Prodyn  B-Dot  Sensor  Measured  values  with  Helmholtz  Coil 


Figure  4.2:  Power  Out  Results  from  Prodyn  B-Dot  Sensor  using  Helmholtz  Coil 

These  90  degree  results  are  much  higher  than  expected.  In  fact,  with  the  B-field 
generated  by  the  Helmholtz  coil,  the  sensor  is  detectable  from  negative  90  to  positive 
90  degrees,  acting  somewhat  as  an  omnidirectional  antenna  (azimuth  angles  only,  el¬ 
evation  angles  have  not  been  tested).  Although  the  sensor  response  is  inconsistent 
at  the  90  degree  orientations,  the  signal  is  likely  detectable  due  to  the  3-dimensional 
design  of  the  sensor.  Also  seen  in  Figure  4.2  are  two  steps,  one  at  15  MHz  for  the 
-45  degree  measurement  and  the  other  at  16  MHz  for  the  +45  degree  measurement. 
It  was  first  expected  that  this  was  due  to  the  sensor  positioning  accuracy  when  con¬ 
ducting  the  test,  however,  because  the  URS  sensor  results  (seen  later)  show  the  same 
pattern,  it  is  suspected  that  the  slight  asymmetrical  design  of  the  sensor  as  seen  by 
the  B-field  at  angles  greater  than  zero  and  less  than  +/-  90  degrees  cause  the  slight 
frequency  shift.  Figure  4.3  shows  the  SNR  of  the  measured  values.  As  can  be  seen,  all 
measurements  with  the  exception  of  the  -90  degree  at  2  MHz  measurement  are  above 
6  dB. 
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SNR  for  Prodyn  B-Dot  Sensor  using  Helmholtz  Coil 


Figure  4.3:  Integrated  SNR  from  Prodyn  B-Dot  Sensor  using  Helmholtz  Coil 

It  is  important  to  evaluate  the  measured  results  and  compare  them  to  the  cal¬ 
culated  values  as  well  as  the  simulated  results.  Figures  4.4,  4.5  and  4.6  show  the 
measured  results  versus  the  expected  and  simulation  results  at  -90,  -45,  0,  45,  and  90 
degrees.  Before  analyzing  the  results,  it  is  important  to  understand  what  the  results 
show,  especially  the  simulations.  The  two  CST  simulation  results  are  derived  from 
the  Helmholtz  coil  CST  simulation  and  the  B-Dot  sensor  simulation.  It  will  be  seen 
later  (in  the  TEM  cell  results)  that  the  CST  B-Dot  power  out  follows  the  expected 
and  measured  results  from  the  TEM  cell.  This  is  due  to  a  consistent  input  power  level 
as  opposed  to  a  varying  input  power  caused  by  a  dependency  on  inductive  reactance 
(i.e.  radial  frequency  and  inductance).  The  two  CST  results  shown  are  simply  used 
as  a  comparison  and  an  opportunity  to  explain  the  results  from  a  consistent  input 
power  compared  to  the  input  power  generated  by  a  coil. 

The  three  results  of  interest  in  Figure  4.4  are  the  measured  power  out,  expected 
power  out,  and  the  CST  Helmholtz  coil  power  out.  The  ideal  sensor  output  power  due 
to  a  magnetic  field  generated  by  a  Helmholtz  coil  is  seen  in  the  CST  Helmholtz  coil 
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B-Dot  power  out.  The  reason  the  flat  response  is  ideal  is  because  of  the  generated 
B-field  dependency  on  inductive  reactance  (cuL).  In  the  case  of  the  Helmholtz  coil 
simulation,  the  inductance  (L)  is  constant  and  the  u  cancels  out  (see  (3.1  and  (3.2)). 
Dne  to  the  cancelation  of  the  radial  frequency,  the  entire  voltage  out,  and  ultimately 
the  power  out,  of  the  B-Dot  sensor  becomes  a  constant.  The  expected  power  out 
results  are  similar  to  the  CST  results.  The  u  cancels  out  but  the  inductance  is  not 
constant.  In  the  case  of  the  calculated  values  here,  the  inductance  goes  from  1.6yuH 
to  1.9/zH  from  2-20  MHz.  It  was  at  this  point  that  the  coil  was  determined  to  become 
unstable.  However,  it  can  be  seen  that  the  expected  power  out  levels  out  at  30-32 
MHz,  since  the  inductance  levels  return  to  1.6/uH.  As  can  be  seen,  the  measured 
results  range  from  -79  dBm  to  -71  dBm;  however,  the  measured  results  from  4  MHz 
and  up  level  out  significantly.  It  is  expected  that  the  coil  inductance  characterization 
has  changed  and  the  resonance  occurs  between  12  and  21  MHz  as  opposed  to  the 
measured  inductance  values  where  instability  occurred  from  20  to  29  MHz.  The  new 
inductance  values  are  also  expected  to  be  less  severe  than  the  originally  measured 
values  since  any  spike  is  difficult  to  discern. 

The  average  difference  between  the  the  measured  and  expected  values  is  1.71 
dBm.  This  is  a  good  result  with  the  exception  that  the  measured  results  and  expected 
results  do  not  completely  follow  the  same  pattern.  The  next  set  of  results  analyzed 
are  the  Prodyn  B-Dot  sensor  power  out  measurements  at  the  positive  and  negative 
45  degree  orientations.  Figure  4.5  shows  the  B-Dot  sensor  measured  results  using 
the  Helmholtz  coil  compared  to  the  calculated  expected  results  and  the  CST  B-Dot 
sensor  and  Helmholtz  coil  simulated  values. 

The  positive  and  negative  45  degree  orientation  measurements  average  -76.67 
dBm  and  -75.78  dBm  respectively.  These  results  differ  by  only  0.89  dBm.  The  re¬ 
sults  seen  at  the  45  degree  orientations  are  similar  to  the  zero  degree  measurements 
in  that  the  simulated  Helmholtz  coil  power  out  remains  a  constant  due  to  the  can¬ 
celation  of  the  radial  frequency  and  the  constant  inductance  demonstrated  with  the 
CST  Helmholtz  coil  simulation.  The  expected  power  out  shown  in  Figure  4.5  follows 
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Prodyn  Power  Out  at  Zero  Degree  Orientation  -  Measured, Expected, and  CST  Values 


Figure  4.4:  Power  Out  Results  from  Prodyn  B-Dot  Sensor  using  Helmholtz  Coil 
Zero  Degrees 


Prodyn  Power  Out  at  +/-  45  Degree  Orientation  -  Measured, Expected, and  CST  Values 


Figure  4.5:  Power  Out  Results  from  Prodyn  B-Dot  Sensor  using  Helmholtz  Coil 
+/-  45  Degrees 
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the  same  pattern  as  it  did  with  the  zero  degree  expected  value.  As  noticed  earlier, 
the  expected  resonant  frequency  is  at  the  24  MHz  point,  whereas  the  measured  value 
steps  at  15  and  16  MHz,  the  likely  location  of  the  coil  resonance  due  to  coil  modif- 
cations.  The  next  set  of  results  analyzed  are  the  Prodyn  B-Dot  sensor  power 

out  measurements  at  the  positive  and  negative  90  degree  orientations.  Figure  4.6 
shows  the  B-Dot  sensor  measured  results  using  the  Helmholtz  coil  compared  to  the 
calculated  expected  results  and  the  CST  B-Dot  sensor  and  Helmholtz  coil  simulated 
values. 

Prodyn  Power  Out  at  +/-  90  Degree  Orientation  -  Measured, Expected, and  CST  Values 


Figure  4.6:  Power  Out  Results  from  Prodyn  B-Dot  Sensor  using  Helmholtz  Coil  - 
+/-  90  Degrees 

As  Figure  4.6  shows  (measured  results  at  positive  and  negative  90  degrees  are 
better  seen  in  Figure  4.3),  there  is  a  signal  return  from  the  B-Dot  sensor  at  the  two 
90  degree  orientations.  It  was  initially  suspected  that  due  to  the  cosine  6  term  in 
(3.6),  the  return  signal  to  noise  ratio  would  drop  to  zero  causing  an  undetectable 
signal.  However,  it  is  believed  that  because  of  the  3-dimensional  design  of  the  B-Dot 
sensor,  the  signal  is  partially  detectable  at  the  90  degree  orientation.  Although  the 
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90  degree  orientation  measurements  did  have  a  return  signal,  most  of  which  were 
above  the  6  dB  detection  threshold,  the  voltage  levels  were  erratic.  Although  power 
levels  do  decrease  as  the  orientation  of  the  sensor  is  changed,  the  difference  in  the 
measured  values  from  0  degrees  to  -45  degrees  and  also  from  0  degrees  to  +45  degrees 
is  small  and  depicts  a  less  angular  dependance  than  predicted  and  the  sensor  acts 
nearly  omnidirectional.  The  omnidirectional  behavior  of  the  sensor  could  likely  be  a 
problem  when  attempting  to  use  it  for  direction  finding  purposes.  Since  the  0  and  45 
degree  measurements  follow  a  common  pattern,  it  is  important  to  determine  where  the 
pattern  breaks  down.  Figure  4.6  also  shows  the  same  expected  resonance  at  positive 
and  negative  90  degrees  as  it  did  at  the  45  degree  orientations. 

4-1-2  URS  B-Dot  Sensor  Characterization  -  Helmholtz  Coil. 

This  section  provides  results  for  measured  values  taken  using  the  URS  B-Dot 
sensor  at  orientations  of  interest  using  the  Helmholtz  coil.  The  methods  and  test 
equipment  used  for  this  test  were  the  same  as  was  used  for  the  Prodyn  sensor  test. 
The  spectrum  analyzer  resolution  bandwidth  was  set  to  100  Hz  as  it  was  with  the 
Prodyn  test  which  resulted  in  the  same  -116.8  dBm  average  noise  floor.  The  power  out 
and  noise  floor  level  measurements  at  all  orientations  for  the  URS  sensor  Helmholtz 
coil  test  can  be  found  in  Appendix  D.  Recall,  a  SNR  of  6  dB  or  greater  is  considered 
a  detectable  signal.  The  following  results  seen  in  Figure  4.7  show  measured  values  of 
the  URS  sensor  at  all  five  orientations. 

As  expected,  the  URS  sensor  values  follow  the  same  pattern  as  the  Prodyn 
sensor.  The  average  power  out  at  the  zero  degree  orientation  is  -71.76  dBm.  The 
measured  values  start  to  decrease  as  the  sensor  orientation  changes  and  turns  away 
from  the  magnetic  field.  Figure  4.8  shows  the  SNR  of  the  Prodyn  sensor  measured 
values. 

The  SNR  values  shown  in  Figure  4.8  are  all  well  above  the  6  dBm  signal  detection 
threshold  level.  Comparisons  to  the  URS  sensor  and  the  Prodyn  sensor  will  be  made 
later  on  in  this  chapter. 
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Power  Out  Results  from  URS  B-Dot  Sensor  using  Helmholtz  Coil 


Figure  4.7:  Power  Out  Results  from  URS  B-Dot  Sensor  using  Helmholtz  Coil 


SNR  for  URS  B-Dot  Sensor  using  Helmholtz  Coil 


Figure  4.8: 


Integrated  SNR  from  URS  B-Dot  Sensor  using  Helmholtz  Coil 
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Also  shown  are  the  URS  sensor  measured  values  at  each  orientation  compared 
to  the  expected  and  simulated  values  at  the  given  orientations.  The  average  expected 
value  at  zero  degrees  from  2-32  MHz  is  -74.55  dBm,  which  differs  from  the  measured 
value  of  -71.76  by  2.79  dBm.  This  difference  is  slightly  higher  than  the  difference 
measured  with  the  Prodyn  sensor.  The  simulated  values  in  the  following  plots  differ 
significantly  due  to  the  constant  B-held  used  in  the  B-Dot  sensor  simulation  as  op¬ 
posed  to  the  varying  held  in  the  Helmholtz  coil  simulation.  The  CST  B-Dot  power  out 
simulation  is  similar  to  the  results  of  the  TEM  cell  test,  the  CST/TEM  comparison 
will  be  explored  later  in  this  chapter.  Figures  4.9,  4.10  and  4.11  show  the  measured 
results  versus  the  expected  and  simulated  results. 


Power  Out  Results  from  URS  B-Dot  Sensor  using  Helmholtz  Coil  -  Zero  Degrees 


Figure  4.9:  Power  Out  Results  from  URS  B-Dot  Sensor  using  Helmholtz  Coil  -  Zero 
Degrees 

As  can  be  seen,  the  URS  sensor  response  is  similar  to  that  of  the  Prodyn  sensor. 
The  same  resonant  frequency  steps  can  be  seen  for  the  negative  and  positive  orienta¬ 
tions  at  15  and  16  MHz  respectively.  Note  the  expected  power  out  is  approximately 
the  same  for  both  sensors.  It  is  suspected  that  the  Helmholtz  coil  characteristics  have 
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Power  Out  Results  from  URS  B-Dot  Sensor  using  Helmholtz  Coil  -  +/-  45  Degrees 


Figure  4.10:  Power  Out  Results  from  URS  B-Dot  Sensor  using  Helmholtz  Coil  - 
+/-  45  Degrees 

changed  and  the  resonant  frequency  is  no  longer  between  20  and  25  MHz,  but  rather 
between  15  to  16  MHz. 

4-1.3  Prodyn  vs.  URS  B-Dot  Sensor  -  Helmholtz  Coil. 

Although  both  the  Prodyn  and  URS  sensors  are  manufactured  using  the  same 
design,  it  is  important  to  compare  the  two  in  order  to  verify  similarities  or  possible 
differences.  This  section  compares  the  measured  results  between  the  Prodyn  and  URS 
B-Dot  sensors  at  specified  orientations.  The  results  in  this  section  simply  compare 
the  results  given  in  Sections  4.1.2  and  4.1.1.  The  results  seen  in  Figure  4.12  compare 
the  measured  values  of  the  Prodyn  and  URS  sensors  at  the  zero  degree  orientation. 

As  can  be  seen,  in  Figure  4.12,  both  sensors  follow  the  same  pattern  with  a 
slightly  higher  power  out  for  the  URS  sensor.  The  average  difference  between  the  two 
sensors  is  1.07  dBm.  The  average  difference  between  the  two  sensors  is  deemed  to  be 
insignificant  since  all  values  are  well  above  the  -116.8  dBm  noise  floor.  Further  results 
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Power  Out  Results  from  URS  B-Dot  Sensor  using  Helmholtz  Coil  -  +/-  90  Degrees 
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Figure  4.11:  Power  Out  Results  from  URS  B-Dot  Sensor  using  Helmholtz  Coil  - 
+/-  90  Degrees 


URS  v.  Prodyn  Power  Out  Results  using  Helmholtz  Coil  -  0  Degrees 


Figure  4.12:  Prodyn  v.  URS  B-Dot  Sensor  Comparison  with  Helmholtz  Coil  -  0 
Degrees 
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shown  in  Figure  4.13  show  the  measured  values  of  the  Prodyn  and  URS  sensors  at  45 
degrees. 


URS  v.  Prodyn  Power  Out  Results  using  Helmholtz  Coil  -  +/-45  Degrees 


Figure  4.13:  Prodyn  v.  URS  B-Dot  Sensor  Comparison  with  Helmholtz  Coil  -  45 
Degrees 

The  results  show  that  the  measurements  for  both  sensors  at  the  -45  degree 
orientation  are  nearly  identical.  The  same  cannot  be  said  for  the  measurements  taken 
at  the  +45  degree  orientation.  As  was  seen  before  in  Figure  4.12,  the  URS  sensor 
was  approximately  1  to  2  dBm  higher  than  the  Prodyn  sensor  on  average;  however, 
the  positive  45  degree  measurements  shown  the  Prodyn  sensor  approximately  1  dBm 
above  the  URS  sensor.  It  is  not  expected  that  the  sensor  designs  differ  significantly 
in  any  way,  rather,  the  difference  in  power  measurements  at  this  orientation  is  likely 
due  to  an  angular  error  made  when  making  the  measurements.  One  consistency  in 
regards  to  the  measurements  taken  is  that  when  oriented  in  the  positive  direction,  the 
signal  is  smaller  than  when  oriented  in  corresponding  opposite  direction.  Figure  4.14 
shows  the  measured  values  of  the  Prodyn  and  URS  sensors  at  90  degrees. 
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URS  v.  Prodyn  Power  Out  Results  using  Helmholtz  Coil  -  +/-90  Degrees 


Figure  4.14:  Prodyn  v.  URS  B-Dot  Sensor  Comparison  with  Helmholtz  Coil  -  90 
Degrees 

The  values  at  the  90  degree  orientations  as  mentioned  before  are  too  erratic  to 
make  accurate  predictions.  However,  despite  the  randomness  of  the  measured  values 
at  this  orientation,  nearly  all  the  values  between  maintain  a  SNR  of  6  dB  or  greater. 

4- 2  TEM  Cell  B-Dot  Sensor  Characterization  -  Results 

The  Helmholtz  coil  was  one  approach  used  to  generate  a  magnetic  field  and 
characterize  the  Prodyn  and  URS  B-Dot  sensors.  Another  method  used  was  the 
TEM  cell.  The  TEM  cell  is  a  sound  approach  to  the  characterization  of  the  B-Dot 
sensors  and  will  also  serve  as  an  accuracy  test  for  the  Helmholtz  coil.  The  TEM 
cell  establishes  a  uniform  electromagnetic  fields  in  a  shielded  environment.  It  has  a 
broad  operating  bandwidth  frequency,  which  is  restricted  by  the  waveguide  multimode 
frequency  associated  with  the  cell  size.  The  TEM  cell  is  a  50  ohm  impedance-matched 
system  and  consists  of  a  rectangular  coaxial  transmission  section  tapered  with  coaxial 
connectors  on  the  both  ends,  as  shown  in  Figure  2.2. 
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This  section  provides  measured  values  taken  with  the  CC-105SEXX  TEM  Cell. 
The  TEM  cell  is  powered  by  an  Aglient  E8257D  PSG  Analog  Signal  Generator  which 
supplies  a  constant  4  dBm  input  power  to  the  TEM  cell  from  2-32  MHz.  The  4  dBm 
input  power  to  the  TEM  cell  produces  a  constant  6.57  nT  magnetic  held  where  the 
two,  Prodyn  and  URS,  MGL-S8A  B-Dot  sensors  can  be  characterized  at  azimuthal 
angles  of  -90,  -45,  0,  45,  and  90  degrees.  The  sensors’  power  out  values  will  be 
measured  on  an  Aglient  E4440A  PSA  Spectrum  Analyzer  and  will  be  compared  to 
converted  voltage  out  values  calculated  in  (3.6).  Expected  values  to  the  TEM  cell 
test,  including  generated  B-held,  voltage  out,  and  power  out  of  sensor,  can  be  found 
in  Appendix  A. 

4-2.1  Prodyn  B-Dot  Sensor  Characterization  -  TEM  Cell. 

This  section  provides  results  for  the  TEM  cell  measured  values  taken  using 
the  Prodyn  B-Dot  sensor  at  orientations  of  -90,  -45,  0,  45,  and  90  degrees  with 
respect  to  the  generated  B-Eeld  inside  the  TEM  cell.  The  noise  floor  for  all  TEM  cell 
test  measurements  was  averaged  at  -114.96  dBm.  The  spectrum  analyzer  resolution 
bandwidth  for  this  test,  as  with  the  Helmoltz  coil  test,  was  set  to  100  Hz.  The  power 
out  and  noise  floor  level  at  all  orientations  for  the  Prodyn  sensor  TEM  cell  test  can  be 
found  in  Appendix  G.  The  first  set  of  results  seen  in  Figure  4.15  show  all  measured 
values  of  the  Prodyn  sensor  at  all  Eve  orientations. 

Notice,  unlike  the  measurements  taken  with  the  Helmholtz  coil,  the  TEM  cell 
measurements  steadily  increase  over  a  span  of  approximately  22  dBm  whereas  the 
Helmholtz  coil  stayed  relatively  hat  with  the  exception  of  the  values  at  the  lower 
frequencies  and  where  the  resonance  occurs.  The  steady  increase  is  due  to  the  depen¬ 
dency  of  the  radial  frequency,  to.  Recall  from  Section  4.1,  the  to  value  for  the  Helmholtz 
coil  had  canceled  out  and  the  only  variation  to  the  power  out  measurement  came  from 
the  coil  measured  inductance  values.  Figure  4.15  shows  the  measured  values  at  zero 
degrees  at  a  higher  magnitude  than  all  other  measurements,  as  expected.  The  posi¬ 
tive  and  negative  45  degree  orientations,  as  with  the  Helmholtz  coil,  are  nearly  equal 


Power  Out  Results  from  Prodyn  B-Dot  Sensor  using  TEM  Cell 


Figure  4.15:  Power  Out  Results  from  Prodyn  B-Dot  Sensor  using  TEM  Cell 

and  are  an  average  of  2  dBm  from  the  zero  degree  orientation  measurement.  The 
discrepancy  in  the  positive  and  negative  45  degree  measurements  where  the  negative 
45  degree  values  is  approximately  1  dBm  higher  than  the  positive  45  degree  mea¬ 
surement  is  likely  due  to  exact  measurement  orientation,  or  the  semi-asymmetrical 
design  of  the  MGL-S8A  sensor.  The  positive  and  negative  90  degree  measurements 
can  also  be  seen  in  Figure  4.15.  Due  to  the  overall  lower  magnetic  held  generated 
within  the  TEM  cell,  opposed  to  the  Helmholtz  coil,  the  first  signals  detected  at  this 
orientation  were  not  seen  until  24  MHz  for  the  negative  90  degree  orientation  and  27 
MHz  for  the  positive  90  degree  orientation.  Despite  the  3  MHz  difference  between 
initially  detect  signals  at  this  orientation,  analyzing  other  local  peaks  and  valleys  at 
29,  30,  and  31  MHz  show  a  1  MHz  frequency  shift  between  the  positive  and  negative 
90  orientations.  This  is  the  same  pattern  seen  in  the  Helmholtz  coil  test  where  the 
frequency  shifts  depending  on  the  positive  or  negative  orientation  of  the  sensor.  As 
with  the  Helmholtz  coil  test,  the  90  degree  measurements  are  erratic  and  have  broken 
down  from  the  steady  increase  when  measured  at  the  other  orientations.  Figure  4.16 
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show  the  same  measured  values  as  compared  to  the  surrounding  -114.96  dBm  noise 
floor. 


SNR  for  Prodyn  B-Dot  Sensor  using  TEM  Cell 


Figure  4.16:  Integrated  SNR  from  Prodyn  B-Dot  Sensor  using  TEM  Cell 

Notice  the  positive  and  negative  45  degree  values  do  not  surpass  the  6  dB 
detectable  signal  threshold  at  2  MHz,  and  none  of  the  90  degree  measurements  can 
be  considered  detectable.  These  values  show  the  sensor  can  only  detect  an  input 
B-field  of  6.57  nT  at  orientations  less  then  45  degrees  in  the  2-32  MHz  frequency 
range. 

The  following  results  compare  the  measured  values  from  the  Prodyn  B-Dot 
sensor  with  expected  calculated  results  and  CST  simulated  results.  Figures  4.17,  4.18 
and  4.19  show  the  measured  results  versus  the  expected  and  CST  results  at  -90,  -45, 
0,  45,  and  90  degrees.  The  CST  B-Dot  power  out  results  are  based  on  the  sensor 
radiation  efficiency,  total  efficiency,  and  sensor  directivity  which  are  derived,  as  in 
Section  3.3.3,  to  express  the  simulated  power  out  of  the  B-Dot  sensor  in  dBm.  Note, 
for  all  measured,  expected  and  CST  values,  the  simulated  results  become  increasingly 
separated  from  the  measured  and  analytical  results.  This  is  likely  due  to  the  ideal 
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environment  depicted  within  the  CST  simulation;  however,  discovering  an  alternate 
cause  for  the  discrepancy  is  worth  exploring. 

The  three  results  of  interest  in  Figure  4.17  are  the  measured  power  out,  ex¬ 
pected  power  out,  and  the  CST  B-Dot  power  out.  As  can  be  seen,  the  measured  and 
expected  values  follow  the  same  pattern  with  an  average  separation  of  -2.02  dBm. 
This  difference  is  acceptable  since  the  -2.02  dBm  remains  mostly  constant  from  2-32 
MHz.  Any  discrepancy  between  the  measured  and  expected  values  may  be  due  to  the 
Vrms  value  used  (0.354  V)  in  the  expected  values  calculation  opposed  to  the  0.5  volt 
peak  value.  Using  0.5  volts  as  the  input  voltage  for  the  theoretical  calculation  would 
have  put  the  expected  values  an  average  of  1.08  dBm  above  the  measured  values  for 
the  Prodyn  sensor. 

Power  Out  Results  from  Prodyn  B-Dot  Sensor  using  TEM  Cell  -  Zero  Degrees 


Figure  4.17:  Power  Out  Results  from  Prodyn  B-Dot  Sensor  using  TEM  Cell  -  Zero 
Degrees 

The  next  set  of  results,  seen  in  Figure  4.18,  show  the  measured  values  at  the 
positive  and  negative  45  degree  orientations  compared  to  the  expected  values  at  45 
degrees,  and  the  CST  simulation  at  45  degrees.  It  can  be  seen  that  the  values  are 
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what  is  expected.  One  interesting  fact  to  point  out  is  the  1  dBm  difference  between 
the  positive  and  negative  45  degree  measurements  as  was  seen  with  the  Helmholtz 

coil. 


Power  Out  Results  from  Prodyn  B-Dot  Sensor  using  TEM  Cell  -  +/-4S  Degrees 


Figure  4.18:  Power  Out  Results  from  Prodyn  B-Dot  Sensor  using  TEM  Cell  -  +/- 
45  Degrees 

Also,  as  can  be  seen  in  Figure  4.19  (or  more  ideally,  Figure  4.15),  the  negative 
and  positive  90  degree  orientations  values  fall  mostly  into  the  noise  with  the  excep¬ 
tion  of  measurements  taken  at  24  and  25  MHz,  however,  all  measurements  taken  at 
frequencies  above  24  MHz  still  fall  below  the  6  dB  detection  threshold. 

4-2.2  URS  B-Dot  Sensor  Characterization  -  TEM  Cell. 

This  section  provides  results  for  measured  values  taken  using  the  URS  B-Dot 
sensor  inside  the  TEM  cell  at  all  orientations  of  interest.  The  URS  sensor  test  was 
done  in  the  same  manner  as  the  Prodyn  sensor  test.  The  test  equipment  used  remained 
same  and  the  same  average  noise  floor  of  -114.96  was  used.  The  URS  sensor,  as  with 
the  Prodyn,  was  measured  with  an  input  power  from  the  signal  generator  of  4  dBm. 
The  power  out  and  noise  floor  level  at  all  orientations  for  the  URS  sensor  TEM  cell 
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Power  Out  Results  from  Prodyn  B-Dot  Sensor  using  TEM  Cell  -  +/-90  Degrees 


Figure  4.19:  Power  Out  Results  from  Prodyn  B-Dot  Sensor  using  TEM  Cell  -  +/- 
90  Degrees 

test  can  be  found  in  Appendix  F.  The  first  set  of  results  seen  in  Figure  4.20  show  all 
measured  values  of  the  URS  sensor  at  all  Eve  orientations. 

R  can  be  seen  that  the  URS  sensor  follows  the  same  pattern  as  the  Prodyn 
sensor,  comparisons  between  the  two  sensors  will  be  made  in  the  next  section.  Note 
the  close  comparison  between  the  positive  and  negative  45  degree  measurements,  also, 
the  Erst  measured  value  at  the  90  degree  orientations  is  at  20  MHz  and  surpasses  the 
6  dB  detectable  threshold  (7.27  dB).  Figure  4.21  shows  the  same  measured  values 
compared  to  the  -14.96  dBm  average  noise  floor. 

Figure  4.22  shows  the  measured  results  of  the  URS  B-Dot  sensor  at  the  zero 
degree  orientation.  As  with  the  Prodyn  sensor,  the  measured  values  follow  the  same 
pattern  as  the  expected  values  and  the  average  diflerence  is  also  2  dBm.  The  discrep¬ 
ancy  is  likely  due  to  the  Vrms  values  used  in  the  expected  values  calculation  opposed 
to  the  0.5  volt  peak  value.  As  with  the  Prodyn  sensor,  given  an  input  voltage  of  0.5 
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Power  Out  Results  from  URS  B-Dot  Sensor  using  TEM  Cell 


Figure  4.20:  Power  Out  Results  from  URS  B-Dot  Sensor  using  TEM  Cell 


SNR  for  URS  B-Dot  Sensor  using  TEM  Cell 


Figure  4.21:  Integrated  SNR  from  URS  B-Dot  Sensor  using  TEM  Cell 
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for  the  theoretical  calculations,  the  expected  values  are  an  average  of  1.08  dBm  above 
the  measured  of  the  URS  sensor. 

Power  Out  Results  from  URS  ES-Dot  Sensor  using  TEM  Cell  -  0  Degrees 


Figure  4.22:  Power  Out  Results  from  URS  B-Dot  Sensor  using  TEM  Cell  -  Zero 
Degrees 

The  following  Figures  4.23  and  4.24  show  the  URS  B-Dot  sensor  measured  values 
at  the  45  degree  orientations  and  90  orientations,  respectively.  Figure  4.23  shows  the 
values  at  both  45  degree  orientations  which,  unlike  the  measurements  made  with  the 
Prodyn  sensor,  are  nearly  all  equal.  It  is  likely  the  45  degree  orientation  may  have 
been  more  exact  during  this  test,  if  so,  the  semi-symmetrical  design  of  the  sensor 
can  be  disregarded  as  a  cause  for  the  different  power  out  values  at  the  positive  and 
negative  orientations. 

Also,  as  can  be  seen  in  Figure  4.24  (or  more  ideally,  Figure  4.20),  the  negative 
and  positive  90  degree  orientations  values  fall  mostly  into  the  noise  with  the  exception 
of  measurements  starting  at  20  MHz.  Unlike  the  Prodyn  sensor,  values  at  20  MHz  in 
the  negative  90  degree  orientation  are  above  the  6  dB  detection  threshold;  however, 
any  consistent  pattern  breaks  down  at  the  90  degree  orientation. 
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Power  Out  Results  from  URS  B-Dot  Sensor  using  TEM  Cell  -  +/-4 5  Degrees 


Figure  4.23:  Power  Out  Results  from  URS  B-Dot  Sensor  using  TEM  Cell  -  +/-  45 
Degrees 


Power  Out  Results  from  URS  B-Dot  Sensor  using  TEM  Cell  -  +/-90  Degrees 


Figure  4.24:  Power  Out  Results  from  URS  B-Dot  Sensor  using  TEM  Cell  -  +/-  90 
Degrees 
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4-2.3  Prodyn  vs.URS  B-Dot  Sensor  -  TEM  Cell. 

The  following  results  show  comparisons  between  the  TEM  cell  measured  values 
for  the  Prodyn  and  URS  B-Dot  sensors  at  all  orientations  of  interest.  The  plots  given 
are  measured  values  which  were  initially  presented  in  Sections  4.2.1  and  4. 2. 2. The 
power  out  and  noise  floor  measurements  for  the  TEM  cell  test  at  all  orientations  for 
the  Prodyn  and  URS  sensors  can  be  found  in  Appendices  G  and  F.  The  following 
results  seen  in  Figure  4.25  show  the  measured  values  of  the  Prodyn  and  URS  sensors 
at  the  zero  degree  orientation. 


Prodyn  v.  URS  B-Dot  Sensor  Comparison  with  TEM  Cell  -  0  Degrees 


Figure  4.25:  Prodyn  v.  URS  B-Dot  Sensor  Comparison  with  TEM  Cell  -  0  Degrees 

Figure  4.25  shows  both  sensors  follow  the  same  pattern  with  an  average  differ¬ 
ence  of  only  0.056  dBm.  The  lowest  SNR  values  (2  MHz)  of  both  the  URS  and  Prodyn 
sensors  at  the  0  degree  orientation  are  11.29  and  9.49  dB  respectively,  a  difference 
of  only  1.8  dB.  Because  both  sensors  have  a  SNR  value  of  greater  than  6  dB,  both 
are  considered  detectable  at  the  all  frequencies  at  this  orientation.  The  highest  SNR 
values  for  each  sensor  were  recorded  at  32  MHz.  The  SNR  value  of  the  URS  sensor 
at  this  frequency  was  32.46  dB  whereas  the  Prodyn  sensor  was  32.35  dB,  a  difference 
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of  0.11  dB.  Power  measurements  for  each  sensor  increases  steadily  throughout  the 
frequency  range,  the  average  step  size  throughout  the  range  for  the  URS  sensor  is 
0.705  dB  and  0.762  dB  for  the  Prodyn.  Further  results  seen  in  Figure  4.26  show  the 
measured  values  of  the  Prodyn  and  URS  sensors  at  45  degrees. 


URS  v.  Prodyn  Power  Out  Results  using  TEM  Cell  -  +/- 45  Degrees 


Figure  4.26:  Prodyn  v.  URS  B-Dot  Sensor  Comparison  with  TEM  Cell  -  45  Degrees 

Recall,  the  slight  differences  in  measured  values  at  specified  orientations  are 
likely  due  to  orientation  approximations  made  during  the  test  process.  The  measured 
values  at  the  positive  and  negative  45  degree  values  also  follow  a  consistent  pattern. 
The  average  step  size  from  2-32  MHz  at  the  negative  45  degree  orientation  for  the 
URS  sensor  is  0.669  dBm  and  0.775  dBm  for  the  Prodyn  sensor.  These  values  show 
approximately  the  same  steady  increase  throughout  the  frequency  range  for  each 
sensor.  The  power  out  difference  at  the  negative  45  degree  orientation  between  the 
two  sensors  is  also  small  at  0.106  dBm.  The  measured  values  for  both  sensors 

at  the  positive  45  degree  orientation  are  also  approximately  the  same  with  an  average 
difference  of  0.048  dBm.  The  step  size  for  the  URS  sensor  at  the  positive  45  degree 
orientation  0.675  dBm  and  0.723  dBm  for  the  Prodyn.  These  values  show  incredibly 
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accurate  consistency  between  each  sensor  at  the  given  orientations.  The  SNR  for 
all  measurements  at  both  45  degree  orientations  are  greater  than  6  dB;  however,  at 
the  2  MHz  measurement,  the  Prodyn  sensor  is  1.83  dB  smaller  at  the  -45  degree 
measurement  and  2.03  dB  smaller  at  the  positive  45  degrees.  The  next  set  of  results 
seen  in  Figure  4.27  show  the  measured  values  of  the  Prodyn  and  URS  sensors  at  90 
degrees. 


Prodyn  v.  URS  El-Dot  Sensor  Comparison  with  TEM  Cell  -  +/-90  Degrees 


Figure  4.27:  Prodyn  v.  URS  B-Dot  Sensor  Comparison  with  TEM  Cell  -  90  Degrees 

As  can  be  seen,  most  measurements  taken  at  both  the  positive  and  negative 
90  degree  orientations  for  both  sensors  fall  below  the  average  noise  floor.  An  inter¬ 
esting  observation  is  that  the  responses  from  both  sensors  at  the  negative  90  degree 
orientation.  It  appears  the  sensors  may  be  more  responsive  in  the  negative  orienta¬ 
tion.  The  first  detectable  signals  from  both  sensors  occur  at  20  and  24  MHz,  before 
any  measured  signals  in  the  positive  orientation.  Also,  the  URS  sensor  seems  more 
sensitive  then  the  Prodyn.  All  measured  values  for  the  URS  sensor  above  the  noise 
floor  are  greater  than  6  dB,  whereas  the  Prodyn  sensor  only  has  a  few  measurements 
that  exceed  the  6  dB  threshold.  Determining  the  pattern  breakdown  as  the  sensor 
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orientation  goes  beyond  the  positive  and  negative  45  degree  orientations  would  be 
ideal  to  more  accurately  characterize  the  angular  response  of  the  MGL-S8A  sensors. 
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V.  Conclusions  and  Recommendations 


5.1  MGL-S8A  B-Dot  sensors  in  HF 

The  primary  goal  of  this  thesis  is  to  determine  if  a  MGL-S8A  magnetic  held 
sensor  can  be  properly  simulated  and  characterized  in  the  2-32  MHz  frequency  spec¬ 
trum.  The  sensor  capability  is  evaluated  to  determine  if  it  can  be  used  as  one  of  an 
ensemble  of  sensors  on  board  a  military  aircraft  as  part  as  a  HF  magnetic  held  DF 
array. 

The  measurements  taken  from  the  Prodyn  and  URS  B-Dot  sensors  consistently 
rehect  the  expected  values  calculated  when  using  the  TEM  cell  and  closely  match 
the  values  given  by  the  Helmholtz  coil  method.  Also,  the  sensor  response  does  not 
degrade  significantly  from  0  to  +/-  45  azimuthal  orientations.  This  is  an  impressive 
observation  given  the  sensors  are  designed  to  operate  at  frequencies  above  5  GHz. 
However,  because  the  values  do  not  differ  signihcantly  as  the  orientation  changes 
could  make  it  difficult  to  use  the  sensors  for  direction  hireling  purposes. 

5.2  Using  the  Helmholtz  Coil  as  a  Consistent  Magnetic  Field  Generator 

for  HF  Characterizations 

A  secondary  goal  of  this  thesis  is  to  simulate  and  construct  a  magnetic  held 
generator  (Helmholtz  coil)  to  use  as  an  efficient,  low-cost  alternative  test  platform  to 
characterize  the  B-Dot  sensors.  The  Helmholtz  coil  is  a  good  approach  to  generating 
the  magnetic  held  required  to  characterize  the  B-Dot  sensors  in  the  HF  range.  At 
hrst,  due  to  the  large  wavelengths  from  2-32  MHz  (approximately  150  meters  at  2 
MHz  to  9  meters  at  32  MHz)  it  was  thought  that  any  proper  test  would  require  a 
substantially  large  coil.  However,  after  researching  what  a  Helmholtz  coil  was  and 
understanding  the  theory  behind  it  helped  me  realize  that  this  method  was  not  only 
feasible,  but  surprisingly  practical.  Dr.  Theodore  Anderson’s  research  conducted  in 
the  development  of  AC  Helmholtz  coils  in  the  HF  range  was  vital  in  order  to  build 
an  efficient  coil  [1]. 
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The  Helmholtz  coil  developed  and  used  for  the  characterization  testing  done  in 
this  thesis  did  not  have  a  steady  inductance  throughout  the  entire  2-32  MHz.  Because 
of  this  resonance,  the  coil  was  not  ideal.  An  ideal  Helmholtz  coil  would  have  had  a 
steady  inductance,  resulting  in  a  constant  current,  throughout  the  entire  frequency 
spectrum  of  interest.  A  relatively  steady  inductance  can  be  established  as  long  as 
there  is  no  resonant  frequency.  The  inductance  measurements  made  on  the  one-turn 
Helmholtz  coil  used  in  this  research  stayed  fairly  steady  (1.6 /iH  to  1.9  fiH)  from  2-20 
MHz.  The  20  MHz  measurement  was  deemed  to  be  the  last  steady  measurement 
before  the  inductance  became  too  high  (the  resonant  frequency  spike  at  24  MHz  can 
be  seen  in  Figure  3.3).  However,  the  coil  becomes  steady  again  at  30  MHz  with 
an  inductance  of  1.6 /iH.  It  is  important  when  developing  a  Helmholtz  coil  to  have 
a  consistent  current  throughout,  this  requires  a  steady  inductance  in  the  frequency 
range  of  interest.  A  Helmholtz  coil  with  a  larger  radius,  2-times  (8  inches)  larger 
than  what  was  used  in  this  research,  would  lower  the  resonant  frequency  below  2 
MHz,  allowing  for  a  steady  field  throughout.  However,  increasing  the  inductance  by 
creating  a  larger  coil  will  result  in  a  smaller  B-field  being  generated  and,  depending 
on  the  size  and  input,  could  result  in  drive  current  fall-off  which  would  move  the  ideal 
location  of  the  magnetic  field  inside  the  Helmholtz  coil  to  one  side.  Another  approach 
to  get  rid  of  the  resonant  frequency  is  to  make  the  coil  smaller  and  pushing  the 
resonant  frequency  beyond  the  32  MHz  point.  Whichever  approach  is  decided 

on,  it  is  recommended  the  1-turn  parameter  should  be  used  as  a  major  constraint 
in  the  coil.  Any  coil  with  multiple  turns  on  each  side  start  to  develop  a  parasitic 
capacitance  which  causes  the  coil  to  become  inaccurate  and  unpredictable.  The  test 
equipment  and  settings  for  this  test  were  sufficient;  the  12  gauge  wire  used  was  also 
sufficient  but  a  less  rigid  wire  may  be  ideal.  Also,  constructing  a  mu-metal  for  the 
Helmholtz  coil  would  help  decrease  the  noise  level. 
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5.3  Recommendations  and  Future  Work 


The  MGL-S8A  B-Dot  sensors  are  an  item  of  interest  is  because  their  small  size 
and  this  research  has  shown  they  are  capable  of  detecting  magnetic  fields  in  the  2-32 
MHz  range.  The  sensors  may  be  able  to  supplement  a  DF  system  that  is  intended 
to  be  used  onboard  military  aircraft.  Although  the  B-Dot  sensors  presented  in  this 
research  have  potential,  much  like  the  simulated  structurally  integrated  BerrieHill 
antennas  studied  by  Corbin  [4],  there  are  some  disadvantages.  It  is  worth  looking 
into  more  sensitive  sensors  that  may  be  used  in  lieu  of  or  in  conjunction  with  the 
MGL-S8A’s. 

A  more  accurate  and  speedy  approach  needs  to  be  devised  in  order  to  properly 
test  the  sensors  at  various  angles.  The  Helmholtz  coil  and  TEM  cell  methods  used 
in  this  research  were  time  consuming  and  angular  accuracy  was  unreliable.  An  ideal 
solution  to  help  with  the  angular  accuracy  would  be  to  use  a  solid,  sturdy,  SMA  cable 
instead  of  the  rigid  cable  used  during  these  test.  The  sturdy  cable  can  be  place  on 
an  angular  dial  that  can  be  varied  in  1-degree  increments.  This  approach  will  help 
to  increase  conEdence  in  the  angular  performance  characterization  of  the  sensors  at 
positive  and  negative  orientations  and  help  to  determine  at  which  angle  the  consistent 
pattern  measured  starts  to  breakdown.  Another  thought  would  be  to  purchase  a  small 
rotary  joint  assembly,  as  used  in  a  radar  system,  to  accurately  measure  the  angles, 
see  Figure  5.1. 


Figure  5.1:  Rotary  Joint 
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Along  with  accurate  azimuthal  angles,  it  is  important  to  also  characterize  the 
sensor  in  elevation  as  well.  I  have  researched  but  could  not  find  the  type  of  hinged 
cable  I  had  in  mind.  Figure  5.2  shows  a  hinged  antenna. 


Figure  5.2:  Hinged  Antenna 

Something  like  this  would  be  ideal,  maybe  a  hinged  antenna  can  be  purchased 
and  modified  with  SMA  connectors  to  fit  the  B-Dot  sensors.  Along  with  angular 
accuracy,  it  is  also  important  to  speed  up  the  test  process.  During  the  tests  conducted 
during  this  research,  the  average  sweep  time  between  measured  frequencies  was  45 
seconds.  This  made  the  test  process  very  long.  An  approach  that  may  help  reduce 
test  time  would  be  to  use  the  LabView  software.  LabView  should  help  speed  up  the 
testing  process  which  will  allow  for  further  tests  to  be  conducted  (i.e.  conducting 
tests  in  elevation). 
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Appendix  A.  Sensor  Characterization  Theoretical  Results  -  TEM  Cell 
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Table  A.l: 


MGL-S8A(R)  TEM  Cell  Expected  Values  -  0  Degrees 
0  degrees  @  4dBm  input  power 


-108.66 

-105.14 

-102.64 

-100.70 

-99.12 

-97.78 

-96.62 

-95.59 

-94.68 

-93.85 

-93.09 

-92.40 

-91.76 

-91.16 

-90.60 

-90.07 

-89.57 

-89.10 

-88.66 

-88.23 

-87.83 

-87.44 

-87.07 

-86.72 

-86.38 

-86.05 

-85.74 

-85.43 

-85.14 

-84.85 

-84.58 


(MHz) 

B-Field  (tesla) 

Voltage  Out  (volts) 

2 

6.57E-09 

8.30E-07 

3 

6.57E-09 

1.24E-06 

4 

6.57E-09 

1.65E-06 

5 

6.57E-09 

2.06E-06 

6 

6.57E-09 

2.48E-06 

7 

6.57E-09 

2.89E-06 

8 

6.57E-09 

3.30E-06 

9 

6.57E-09 

3.71E-06 

10 

6.57E-09 

4.13E-06 

11 

6.57E-09 

4.54E-06 

12 

6.57E-09 

4.95E-06 

13 

6.57E-09 

5.36E-06 

14 

6.57E-09 

5.78E-06 

15 

6.57E-09 

6.19E-06 

16 

6.57E-09 

6.60E-06 

17 

6.57E-09 

7.01E-06 

18 

6.57E-09 

7.43E-06 

19 

6.57E-09 

7.84E-06 

20 

6.57E-09 

8.25E-06 

21 

6.57E-09 

8.67E-06 

22 

6.57E-09 

9.08E-06 

23 

6.57E-09 

9.49E-06 

24 

6.57E-09 

9.90E-06 

25 

6.57E-09 

1.03E-05 

26 

6.57E-09 

1.07E-05 

27 

6.57E-09 

1.11E-05 

28 

6.57E-09 

1.16E-05 

29 

6.57E-09 

1.20E-05 

30 

6.57E-09 

1.24E-05 

31 

6.57E-09 

1.28E-05 

32 

6.57E-09 

1.32E-05 

Table  A. 2: 


MGL-S8A(R)  TEM  Cell  Expected  Values  -  45  Degrees 
-/+  45  degrees  @  4dBm  input  power 


-111.67 

-108.15 

-105.65 

-103.71 

-102.13 

-100.79 

-99.63 

-98.60 

-97.69 

-96.86 

-96.10 

-95.41 

-94.77 

-94.17 

-93.61 

-93.08 

-92.58 

-92.11 

-91.67 

-91.24 

-90.84 

-90.45 

-90.08 

-89.73 

-89.39 

-89.06 

-88.75 

-88.44 

-88.15 

-87.86 

-87.59 


(MHz) 

B-Field  (tesla) 

Voltage  Out  (volts) 

2 

6.57E-09 

5.84E-07 

3 

6.57E-09 

8.75E-07 

4 

6.57E-09 

1.17E-06 

5 

6.57E-09 

1.46E-06 

6 

6.57E-09 

1.75E-06 

7 

6.57E-09 

2.04E-06 

8 

6.57E-09 

2.33E-06 

9 

6.57E-09 

2.63E-06 

10 

6.57E-09 

2.92E-06 

11 

6.57E-09 

3.21E-06 

12 

6.57E-09 

3.50E-06 

13 

6.57E-09 

3.79E-06 

14 

6.57E-09 

4.09E-06 

15 

6.57E-09 

4.38E-06 

16 

6.57E-09 

4.67E-06 

17 

6.57E-09 

4.96E-06 

18 

6.57E-09 

5.25E-06 

19 

6.57E-09 

5.54E-06 

20 

6.57E-09 

5.84E-06 

21 

6.57E-09 

6.13E-06 

22 

6.57E-09 

6.42E-06 

23 

6.57E-09 

6.71E-06 

24 

6.57E-09 

7.00E-06 

25 

6.57E-09 

7.30E-06 

26 

6.57E-09 

7.59E-06 

27 

6.57E-09 

7.88E-06 

28 

6.57E-09 

8.17E-06 

29 

6.57E-09 

8.46E-06 

30 

6.57E-09 

8.75E-06 

31 

6.57E-09 

9.05E-06 

32 

6.57E-09 

9.34E-06 

Table  A. 3: 


MGL-S8A(R)  TEM  Cell  Expected  Values  -  90  Degrees 
-/+  90  degrees  @  4dBm  input  power 


-432.92 

-429.40 

-426.90 

-424.96 

-423.38 

-422.04 

-420.88 

-419.85 

-418.94 

-418.11 

-417.36 

-416.66 

-416.02 

-415.42 

-414.86 

-414.33 

-413.83 

-413.36 

-412.92 

-412.49 

-412.09 

-411.70 

-411.33 

-410.98 

-410.64 

-410.31 

-410.00 

-409.69 

-409.40 

-409.11 

-408.84 


(MHz) 

B-Field  (tesla) 

Voltage  Out  (volts) 

2 

6.57E-09 

5.05E-23 

3 

6.57E-09 

7.58E-23 

4 

6.57E-09 

1.01E-22 

5 

6.57E-09 

1.26E-22 

6 

6.57E-09 

1.52E-22 

7 

6.57E-09 

1.77E-22 

8 

6.57E-09 

2.02E-22 

9 

6.57E-09 

2.27E-22 

10 

6.57E-09 

2.53E-22 

11 

6.57E-09 

2.78E-22 

12 

6.57E-09 

3.03E-22 

13 

6.57E-09 

3.29E-22 

14 

6.57E-09 

3.54E-22 

15 

6.57E-09 

3.79E-22 

16 

6.57E-09 

4.04E-22 

17 

6.57E-09 

4.30E-22 

18 

6.57E-09 

4.55E-22 

19 

6.57E-09 

4.80E-22 

20 

6.57E-09 

5.05E-22 

21 

6.57E-09 

5.31E-22 

22 

6.57E-09 

5.56E-22 

23 

6.57E-09 

5.81E-22 

24 

6.57E-09 

6.06E-22 

25 

6.57E-09 

6.32E-22 

26 

6.57E-09 

6.57E-22 

27 

6.57E-09 

6.82E-22 

28 

6.57E-09 

7.08E-22 

29 

6.57E-09 

7.33E-22 

30 

6.57E-09 

7.58E-22 

31 

6.57E-09 

7.83E-22 

32 

6.57E-09 

8.09E-22 

Appendix  B.  Sensor  Characterization  Theoretical  Results  -  Helmholtz 

Coil 
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Table  B.l:  MGL-S8A(R)  Helmholtz  Coil  Expected  Values 
0  degrees  @  1  Vpp  input  voltage 


-75.21 

-75.22 

-75.21 

-75.19 

-75.15 

-75.12 

-75.06 

-75.00 

-74.93 

-74.85 

-74.75 

-74.67 

-74.51 

-74.35 

-74.18 

-73.95 

-73.70 

-73.38 

-72.76 

-71.70 

-71.39 

-79.33 

-76.62 

-75.62 

-75.16 

-74.56 

-74.20 

-74.05 

-74.13 

-73.80 

-73.42 


(MHz) 

B-Field  (tesla) 

Voltage  Out  (volts) 

2 

3.09E-07 

3.88E-05 

3 

2.06E-07 

3.88E-05 

4 

1.54E-07 

3.88E-05 

5 

1.24E-07 

3.89E-05 

6 

1.04E-07 

3.91E-05 

7 

8.92E-08 

3.92E-05 

8 

7.86E-08 

3.95E-05 

9 

7.03E-08 

3.98E-05 

10 

6.38E-08 

4.01E-05 

11 

5.85E-08 

4.05E-05 

12 

5.43E-08 

4.09E-05 

13 

5.06E-08 

4.13E-05 

14 

4.78E-08 

4.21E-05 

15 

4.54E-08 

4.28E-05 

16 

4.35E-08 

4.37E-05 

17 

4.20E-08 

4.49E-05 

18 

4.08E-08 

4.62E-05 

19 

4.01E-08 

4.79E-05 

20 

4.09E-08 

5.14E-05 

21 

4.41E-08 

5.82E-05 

22 

4.36E-08 

6.02E-05 

23 

1.67E-08 

2.42E-05 

24 

2.19E-08 

3.30E-05 

25 

2.36E-08 

3.70E-05 

26 

2.39E-08 

3.90E-05 

27 

2.47E-08 

4.18E-05 

28 

2.48E-08 

4.36E-05 

29 

2.44E-08 

4.44E-05 

30 

2.33E-08 

4.40E-05 

31 

2.34E-08 

4.56E-05 

32 

2.37E-08 

4.77E-05 
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Table  B.2:  MGL-S8A(R)  Helmholtz  Coil  Expected  Values 
-/+  45  degrees  @  1  Vpp  input  voltage 


-78.22 

-78.23 

-78.22 

-78.20 

-78.16 

-78.13 

-78.07 

-78.01 

-77.94 

-77.86 

-77.76 

-77.68 

-77.52 

-77.37 

-77.19 

-76.96 

-76.71 

-76.39 

-75.77 

-74.71 

-74.40 

-82.34 

-79.63 

-78.63 

-78.17 

-77.57 

-77.21 

-77.06 

-77.14 

-76.81 

-76.43 


(MHz) 

B-Field  (tesla) 

Voltage  Out  (volts) 

2 

3.09E-07 

2.75E-05 

3 

2.06E-07 

2.74E-05 

4 

1.54E-07 

2.75E-05 

5 

1.24E-07 

2.75E-05 

6 

1.04E-07 

2.76E-05 

7 

8.92E-08 

2.77E-05 

8 

7.86E-08 

2.79E-05 

9 

7.03E-08 

2.81E-05 

10 

6.38E-08 

2.84E-05 

11 

5.85E-08 

2.86E-05 

12 

5.43E-08 

2.89E-05 

13 

5.06E-08 

2.92E-05 

14 

4.78E-08 

2.98E-05 

15 

4.54E-08 

3.03E-05 

16 

4.35E-08 

3.09E-05 

17 

4.20E-08 

3.17E-05 

18 

4.08E-08 

3.27E-05 

19 

4.01E-08 

3.39E-05 

20 

4.09E-08 

3.64E-05 

21 

4.41E-08 

4.11E-05 

22 

4.36E-08 

4.26E-05 

23 

1.67E-08 

1.71E-05 

24 

2.19E-08 

2.33E-05 

25 

2.36E-08 

2.62E-05 

26 

2.39E-08 

2.76E-05 

27 

2.47E-08 

2.96E-05 

28 

2.48E-08 

3.08E-05 

29 

2.44E-08 

3.14E-05 

30 

2.33E-08 

3.11E-05 

31 

2.34E-08 

3.23E-05 

32 

2.37E-08 

3.37E-05 

Table  B.3:  MGL-S8A(R)  Helmholtz  Coil  Expected  Values 
-/+  90  degrees  @  1  Vpp  input  voltage 


-399.47 

-399.48 

-399.47 

-399.45 

-399.41 

-399.38 

-399.32 

-399.26 

-399.19 

-399.11 

-399.01 

-398.93 

-398.77 

-398.62 

-398.44 

-398.21 

-397.96 

-397.64 

-397.02 

-395.96 

-395.65 

-403.59 

-400.88 

-399.88 

-399.42 

-398.82 

-398.46 

-398.31 

-398.39 

-398.06 

-397.68 


(MHz) 

B-Field  (tesla) 

Voltage  Out  (volts) 

2 

3.09E-07 

2.38E-21 

3 

2.06E-07 

2.37E-21 

4 

1.54E-07 

2.38E-21 

5 

1.24E-07 

2.38E-21 

6 

1.04E-07 

2.39E-21 

7 

8.92E-08 

2.40E-21 

8 

7.86E-08 

2.42E-21 

9 

7.03E-08 

2.44E-21 

10 

6.38E-08 

2.46E-21 

11 

5.85E-08 

2.48E-21 

12 

5.43E-08 

2.51E-21 

13 

5.06E-08 

2.53E-21 

14 

4.78E-08 

2.58E-21 

15 

4.54E-08 

2.62E-21 

16 

4.35E-08 

2.68E-21 

17 

4.20E-08 

2.75E-21 

18 

4.08E-08 

2.83E-21 

19 

4.01E-08 

2.94E-21 

20 

4.09E-08 

3.15E-21 

21 

4.41E-08 

3.56E-21 

22 

4.36E-08 

3.69E-21 

23 

1.67E-08 

1.48E-21 

24 

2.19E-08 

2.02E-21 

25 

2.36E-08 

2.27E-21 

26 

2.39E-08 

2.39E-21 

27 

2.47E-08 

2.56E-21 

28 

2.48E-08 

2.67E-21 

29 

2.44E-08 

2.72E-21 

30 

2.33E-08 

2.69E-21 

31 

2.34E-08 

2.80E-21 

32 

2.37E-08 

2.92E-21 

Appendix  C.  B-dot  Sensor  CST  Results 
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Tabic  C.l:  MGL-S8A(R)  GST  Measurements  (Prodyn) 


(MHz) 

Radiation  Eff  (dB) 

Total  Eff  (dB) 

Directivity  (dBi) 

Power  Out  (< 

5 

-22.32 

-57.45 

-82.86 

-105.18 

6 

-22.23 

-56.93 

-80.02 

-102.25 

7 

-21.54 

-55.86 

-78.31 

-99.85 

8 

-20.27 

-54.27 

-77.51 

-97.78 

9 

-19.31 

-53.02 

-76.66 

-95.97 

10 

-18.64 

-52.1 

-75.69 

-94.33 

11 

-18.16 

-51.39 

-74.7 

-92.86 

12 

-17.68 

-50.7 

-73.84 

-91.52 

13 

-17.19 

-50 

-73.11 

-90.3 

14 

-16.75 

-49.38 

-72.41 

-89.16 

15 

-16.35 

-48.81 

-71.75 

-88.1 

16 

-15.99 

-48.28 

-71.12 

-87.11 

17 

-15.68 

-47.82 

-70.5 

-86.18 

18 

-15.36 

-47.36 

-69.95 

-85.31 

19 

-15.06 

-46.92 

-69.42 

-84.48 

20 

-14.81 

-46.54 

-68.89 

-83.7 

21 

-14.56 

-46.17 

-68.39 

-82.95 

22 

-14.34 

-45.82 

-67.91 

-82.25 

23 

-14.12 

-45.49 

-67.45 

-81.57 

24 

-13.93 

-45.19 

-67 

-80.93 

25 

-13.75 

-44.91 

-66.55 

-80.3 

26 

-13.58 

-44.63 

-66.12 

-79.7 

27 

-13.43 

-44.39 

-65.7 

-79.13 

28 

-13.29 

-44.15 

-65.29 

-78.58 

29 

-13.15 

-43.92 

-64.89 

-78.04 

30 

-13.04 

-43.72 

-64.5 

-77.54 

31 

-12.94 

-43.53 

-64.1 

-77.04 

32 

-12.83 

-43.34 

-63.72 

-76.55 

33 

-12.73 

-43.16 

-63.36 

- 

34 

-12.64 

-43 

-62.99 

- 

35 

-12.55 

-42.83 

-62.64 

- 

Appendix  D.  URS  Sensor  Characterization  Results  -  Helmholtz  Coil 
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D.l:  MGL-S8A(R)  B-Dot  Sensor  Measured  Values  -  Helmholtz 

URS  (SN  61)  -  0  degrees  @  1  Vpp  input  voltage 


cy  (MHz) 

Power  Out  (dBm) 

Noise  Floor  (dBm) 

Above  Noist 

2 

-78.69 

-116.8 

38.11 

3 

-76.04 

-116.8 

40.76 

4 

-74.65 

-116.8 

42.15 

5 

-73.61 

-116.8 

43.19 

6 

-73 

-116.8 

43.8 

7 

-72.56 

-116.8 

44.24 

8 

-72.1 

-116.8 

44.7 

9 

-71.81 

-116.8 

44.99 

10 

-71.53 

-116.8 

45.27 

11 

-71.17 

-116.8 

45.63 

12 

-70.85 

-116.8 

45.95 

13 

-70.67 

-116.8 

46.13 

14 

-70.35 

-116.8 

46.45 

15 

-70.18 

-116.8 

46.62 

16 

-70.25 

-116.8 

46.55 

17 

-70.17 

-116.8 

46.63 

18 

-70.21 

-116.8 

46.59 

19 

-70.46 

-116.8 

46.34 

20 

-70.55 

-116.8 

46.25 

21 

-70.73 

-116.8 

46.07 

22 

-70.99 

-116.8 

45.81 

23 

-71.12 

-116.8 

45.68 

24 

-71.15 

-116.8 

45.65 

25 

-71.22 

-116.8 

45.58 

26 

-71.32 

-116.8 

45.48 

27 

-71.63 

-116.8 

45.17 

28 

-72.59 

-116.8 

44.21 

29 

-72.27 

-116.8 

44.53 

30 

-71.35 

-116.8 

45.45 

31 

-70.94 

-116.8 

45.86 

32 

-70.52 

-116.8 

46.28 

D.2:  MGL-S8A(R)  B-Dot  Sensor  Measured  Values  -  Helmholtz 

URS  (SN  61)  -  -45  degrees  @  1  Vpp  input  voltage 


cy  (MHz) 

Power  Out  (dBm) 

Noise  Floor  (dBm) 

Above  Noist 

2 

-82.14 

-116.8 

34.66 

3 

-79.76 

-116.8 

37.04 

4 

-78.06 

-116.8 

38.74 

5 

-77.34 

-116.8 

39.46 

6 

-76.77 

-116.8 

40.03 

7 

-76.24 

-116.8 

40.56 

8 

-76.03 

-116.8 

40.77 

9 

-75.58 

-116.8 

41.22 

10 

-75.3 

-116.8 

41.5 

11 

-75.08 

-116.8 

41.72 

12 

-74.89 

-116.8 

41.91 

13 

-74.62 

-116.8 

42.18 

14 

-74.57 

-116.8 

42.23 

15 

-75.54 

-116.8 

41.26 

16 

-75.07 

-116.8 

41.73 

17 

-75.02 

-116.8 

41.78 

18 

-74.64 

-116.8 

42.16 

19 

-74.71 

-116.8 

42.09 

20 

-74.74 

-116.8 

42.06 

21 

-75.03 

-116.8 

41.77 

22 

-75.22 

-116.8 

41.58 

23 

-75.46 

-116.8 

41.34 

24 

-75.74 

-116.8 

41.06 

25 

-75.64 

-116.8 

41.16 

26 

-75.7 

-116.8 

41.1 

27 

-75.77 

-116.8 

41.03 

28 

-75.56 

-116.8 

41.24 

29 

-75.47 

-116.8 

41.33 

30 

-74.68 

-116.8 

42.12 

31 

-74.44 

-116.8 

42.36 

32 

-74.51 

-116.8 

42.29 

D.3:  MGL-S8A(R)  B-Dot  Sensor  Measured  Values  -  Helmholt: 

URS  (SN  61)  -  -90  degrees  @  1  Vpp  input  voltage 


cy  (MHz) 

Power  Out  (dBm) 

Noise  Floor  (dBm) 

Above  Nois 

2 

-101.8 

-116.8 

15 

3 

-102.1 

-116.8 

14.7 

4 

-101.2 

-116.8 

15.6 

5 

-101.8 

-116.8 

15 

6 

-99.71 

-116.8 

17.01 

7 

-101.8 

-116.8 

15 

8 

-102.1 

-116.8 

14.7 

9 

-102.6 

-116.8 

14.2 

10 

-102 

-116.8 

14.8 

11 

-102.4 

-116.8 

14.4 

12 

-102.4 

-116.8 

14.4 

13 

-102.8 

-116.8 

14 

14 

-102.9 

-116.8 

13.9 

15 

-99.93 

-116.8 

16.87 

16 

-95.7 

-116.8 

21.1 

17 

-88.48 

-116.8 

28.32 

18 

-90.29 

-116.8 

26.51 

19 

-91.08 

-116.8 

25.72 

20 

-94.14 

-116.8 

22.61 

21 

-97.19 

-116.8 

19.61 

22 

-97.01 

-116.8 

19.72 

23 

-99.12 

-116.8 

17.65 

24 

-97.74 

-116.8 

19.02 

25 

-96.15 

-116.8 

20.62 

26 

-96.29 

-116.8 

20.51 

27 

-96.79 

-116.8 

20.01 

28 

-96.31 

-116.8 

20.42 

29 

-93.14 

-116.8 

23.62 

30 

-93.31 

-116.8 

23.42 

D.4:  MGL-S8A(R)  B-Dot  Sensor  Measured  Values  -  Helmholtz 

URS  (SN  61)  -  +45  degrees  @  1  Vpp  input  voltage 


cy  (MHz) 

Power  Out  (dBm) 

Noise  Floor  (dBm) 

Above  Noise 

2 

-84.91 

-116.8 

31.89 

3 

-82.17 

-116.8 

34.63 

4 

-80.51 

-116.8 

36.29 

5 

-79.58 

-116.8 

37.22 

6 

-78.97 

-116.8 

37.83 

7 

-78.53 

-116.8 

38.27 

8 

-78.01 

-116.8 

38.79 

9 

-77.68 

-116.8 

39.12 

10 

-77.32 

-116.8 

39.48 

11 

-77.12 

-116.8 

39.68 

12 

-76.9 

-116.8 

39.9 

13 

-76.54 

-116.8 

40.26 

14 

-76.56 

-116.8 

40.24 

15 

-76.57 

-116.8 

40.23 

16 

-77.36 

-116.8 

39.44 

17 

-76.15 

-116.8 

40.65 

18 

-76.21 

-116.8 

40.59 

19 

-76.18 

-116.8 

40.62 

20 

-76.3 

-116.8 

40.5 

21 

-76.61 

-116.8 

40.19 

22 

-76.63 

-116.8 

40.17 

23 

-76.88 

-116.8 

39.92 

24 

-76.98 

-116.8 

39.82 

25 

-76.88 

-116.8 

39.92 

26 

-76.84 

-116.8 

39.96 

27 

-76.83 

-116.8 

39.97 

28 

-76.56 

-116.8 

40.24 

29 

-76.64 

-116.8 

40.16 

30 

-76.54 

-116.8 

40.26 

31 

-76.28 

-116.8 

40.52 

32 

-76.21 

-116.8 

40.59 

1)  B-Dot  Sensor  Measured  Values  -  Helmholtz 
-  +90  degrees  @  1  Vpp  input  voltage 


)ut  (dBm) 

Noise  Floor  (dBm) 

Above  Noist 

9.83 

-116.8 

16.97 

100 

-116.8 

16.8 

9.31 

-116.8 

17.49 

7.78 

-116.8 

19.02 

8.56 

-116.8 

18.24 

8.86 

-116.8 

17.94 

8.98 

-116.8 

17.82 

7.89 

-116.8 

18.91 

7.89 

-116.8 

18.91 

7.89 

-116.8 

18.91 

8.07 

-116.8 

18.73 

7.61 

-116.8 

19.19 

6.63 

-116.8 

20.17 

5.01 

-116.8 

21.79 

39.1 

-116.8 

27.7 

9.57 

-116.8 

27.23 

2.39 

-116.8 

24.41 

3.72 

-116.8 

23.08 

4.78 

-116.8 

22.02 

5.66 

-116.8 

21.14 
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E.l:  MGL-S8A(R)  B-Dot  Sensor  Measured  Values  -  Helmholtz 

Prodyn  (SN  61)  -  0  degrees  @  1  Vpp  input  voltage 


cy  (MHz) 

Power  Out  (dBm) 

Noise  Floor  (dBm) 

Above  Noise 

2 

-79.69 

-116.8 

37.11 

3 

-77.29 

-116.8 

39.51 

4 

-75.72 

-116.8 

41.08 

5 

-74.74 

-116.8 

42.06 

6 

-74.23 

-116.8 

42.57 

7 

-73.71 

-116.8 

43.09 

8 

-73.31 

-116.8 

43.49 

9 

-72.94 

-116.8 

43.86 

10 

-72.62 

-116.8 

44.18 

11 

-72.33 

-116.8 

44.47 

12 

-71.96 

-116.8 

44.84 

13 

-71.91 

-116.8 

44.89 

14 

-71.71 

-116.8 

45.09 

15 

-71.78 

-116.8 

45.02 

16 

-71.23 

-116.8 

45.57 

17 

-71.33 

-116.8 

45.47 

18 

-71.22 

-116.8 

45.58 

19 

-71.51 

-116.8 

45.29 

20 

-71.75 

-116.8 

45.05 

21 

-71.89 

-116.8 

44.91 

22 

-72.08 

-116.8 

44.72 

23 

-72.27 

-116.8 

44.53 

24 

-72.36 

-116.8 

44.44 

25 

-72.49 

-116.8 

44.31 

26 

-72.57 

-116.8 

44.23 

27 

-72.64 

-116.8 

44.16 

28 

-72.74 

-116.8 

44.06 

29 

-72.69 

-116.8 

44.11 

30 

-72.04 

-116.8 

44.76 

31 

-71.68 

-116.8 

45.12 

32 

-71.56 

-116.8 

45.24 

E.2:  MGL-S8A(R)  B-Dot  Sensor  Measured  Values  -  Helmholtz 

Prodyn  (SN  61)  -  -45  degrees  @  1  Vpp  input  voltage 


cy  (MHz) 

Power  Out  (dBm) 

Noise  Floor  (dBm) 

Above  Noise 

2 

-82.83 

-116.8 

33.97 

3 

-80.24 

-116.8 

36.56 

4 

-78.66 

-116.8 

38.14 

5 

-77.75 

-116.8 

39.05 

6 

-77.17 

-116.8 

39.63 

7 

-76.68 

-116.8 

40.12 

8 

-76.22 

-116.8 

40.58 

9 

-75.86 

-116.8 

40.94 

10 

-75.48 

-116.8 

41.32 

11 

-75.32 

-116.8 

41.48 

12 

-75.05 

-116.8 

41.75 

13 

-74.68 

-116.8 

42.12 

14 

-74.76 

-116.8 

42.04 

15 

-75.59 

-116.8 

41.21 

16 

-74.17 

-116.8 

42.63 

17 

-74.21 

-116.8 

42.59 

18 

-74.36 

-116.8 

42.44 

19 

-74.52 

-116.8 

42.28 

20 

-74.62 

-116.8 

42.18 

21 

-74.98 

-116.8 

41.82 

22 

-75.06 

-116.8 

41.74 

23 

-75.33 

-116.8 

41.47 

24 

-75.48 

-116.8 

41.32 

25 

-75.42 

-116.8 

41.38 

26 

-75.45 

-116.8 

41.35 

27 

-75.48 

-116.8 

41.32 

28 

-75.22 

-116.8 

41.58 

29 

-75.17 

-116.8 

41.63 

30 

-74.68 

-116.8 

42.12 

31 

-74.36 

-116.8 

42.44 

32 

-74.25 

-116.8 

42.55 

E.3:  MGL-S8A(R)  B-Dot  Sensor  Measured  Values  -  Helmholtz 

Prodyn  (SN  61)  -  -90  degrees  @  1  Vpp  input  voltage 


cy  (MHz) 

Power  Out  (dBm) 

Noise  Floor  (dBm) 

Above  Noise 

2 

-113.4 

-116.8 

3.4 

3 

-107.1 

-116.8 

9.7 

4 

-104.4 

-116.8 

12.4 

5 

-107.8 

-116.8 

9 

6 

-109.1 

-116.8 

7.7 

7 

-106.3 

-116.8 

10.5 

8 

-106.5 

-116.8 

10.3 

9 

-105.3 

-116.8 

11.5 

10 

-108.5 

-116.8 

8.3 

11 

-106.9 

-116.8 

9.9 

12 

-106.5 

-116.8 

10.3 

13 

-107.4 

-116.8 

9.4 

14 

-102 

-116.8 

14.8 

15 

-95.66 

-116.8 

21.14 

16 

-87.13 

-116.8 

29.67 

17 

-94.49 

-116.8 

22.31 

18 

-96.18 

-116.8 

20.62 

19 

-96.63 

-116.8 

20.17 

20 

-96.94 

-116.8 

19.86 

21 

-97.73 

-116.8 

19.07 

22 

-98.03 

-116.8 

18.77 

23 

-96.95 

-116.8 

19.85 

24 

-96.48 

-116.8 

20.32 

25 

-94.69 

-116.8 

22.11 

26 

-94.16 

-116.8 

22.64 

27 

-94.33 

-116.8 

22.47 

28 

-93.86 

-116.8 

22.94 

29 

-91.96 

-116.8 

24.84 

30 

-94.45 

-116.8 

22.35 

E.4:  MGL-S8A(R)  B-Dot  Sensor  Measured  Values  -  Helmholtz 

Prodyn  (SN  61)  -  +45  degrees  @  1  Vpp  input  voltage 


cy  (MHz) 

Power  Out  (dBm) 

Noise  Floor  (dBm) 

Above  Noise 

2 

-83.83 

-116.8 

32.97 

3 

-81.25 

-116.8 

35.55 

4 

-79.6 

-116.8 

37.2 

5 

-78.7 

-116.8 

38.1 

6 

-78.11 

-116.8 

38.69 

7 

-77.62 

-116.8 

39.18 

8 

-77.19 

-116.8 

39.61 

9 

-76.78 

-116.8 

40.02 

10 

-76.46 

-116.8 

40.34 

11 

-76.24 

-116.8 

40.56 

12 

-76 

-116.8 

40.8 

13 

-75.65 

-116.8 

41.15 

14 

-75.61 

-116.8 

41.19 

15 

-75.59 

-116.8 

41.21 

16 

-76.51 

-116.8 

40.29 

17 

-75.13 

-116.8 

41.67 

18 

-75.25 

-116.8 

41.55 

19 

-75.36 

-116.8 

41.44 

20 

-75.39 

-116.8 

41.41 

21 

-75.71 

-116.8 

41.09 

22 

-75.84 

-116.8 

40.96 

23 

-76.06 

-116.8 

40.74 

24 

-76.17 

-116.8 

40.63 

25 

-76.14 

-116.8 

40.66 

26 

-76.31 

-116.8 

40.49 

27 

-76.31 

-116.8 

40.49 

28 

-76.13 

-116.8 

40.67 

29 

-76.06 

-116.8 

40.74 

30 

-75.55 

-116.8 

41.25 

31 

-75.18 

-116.8 

41.62 

32 

-74.99 

-116.8 

41.81 

E.5:  MGL-S8A(R)  B-Dot  Sensor  Measured  Values  -  Helmholtz 

Prodyn  (SN  61)  -  +90  degrees  @  1  Vpp  input  voltage 
zy  (MHz)  Power  Out  (dBm)  Noise  Floor  (dBm)  Above  Nois( 


2 

-108.1 

-116.8 

8.7 

3 

-107.2 

-116.8 

9.6 

4 

-105.9 

-116.8 

10.9 

5 

-105.7 

-116.8 

11.1 

6 

-103.8 

-116.8 

13 

7 

-105 

-116.8 

11.8 

8 

-104.6 

-116.8 

12.2 

9 

-104.3 

-116.8 

12.5 

10 

-106.8 

-116.8 

10 

11 

-106.1 

-116.8 

10.7 

12 

-104.3 

-116.8 

12.5 

13 

-104.3 

-116.8 

12.5 

14 

-105.6 

-116.8 

11.2 

15 

-106.7 

-116.8 

10.1 

16 

-105.1 

-116.8 

11.7 

17 

-95.62 

-116.8 

21.18 

18 

-98.46 

-116.8 

18.34 

19 

-98.58 

-116.8 

18.22 

20 

-97.89 

-116.8 

18.91 

21 

-98.91 

-116.8 

17.89 

22 

-97.73 

-116.8 

19.07 

23 

-97.42 

-116.8 

19.38 

24 

-98.42 

-116.8 

18.38 

25 

-102.4 

-116.8 

14.4 

26 

-95.63 

-116.8 

21.17 

27 

-95.58 

-116.8 

21.22 

28 

-95.46 

-116.8 

21.34 
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lc  F.l:  MGL-S8A(R)  B-Dot  Sensor  Measured  Values  -  TEM  C 
URS  (SN  61)  -  0  degrees  @  4  dBm  input  power 


cy  (MHz) 

Power  Out  (dBm) 

Noise  Floor  (dBm) 

Above  Noist 

2 

-103.67 

-114.96 

11.29 

3 

-101.53 

-114.96 

13.43 

4 

-99.84 

-114.96 

15.12 

5 

-98.9 

-114.96 

16.06 

6 

-96.3 

-114.96 

18.66 

7 

-95.48 

-114.96 

19.48 

8 

-94.86 

-114.96 

20.1 

9 

-93.72 

-114.96 

21.24 

10 

-93.41 

-114.96 

21.55 

11 

-92.62 

-114.96 

22.34 

12 

-91.24 

-114.96 

23.72 

13 

-90.57 

-114.96 

24.39 

14 

-90 

-114.96 

24.96 

15 

-89.57 

-114.96 

25.39 

16 

-88.68 

-114.96 

26.28 

17 

-88.37 

-114.96 

26.59 

18 

-87.64 

-114.96 

27.32 

19 

-87.45 

-114.96 

27.51 

20 

-86.77 

-114.96 

28.19 

21 

-86.53 

-114.96 

28.43 

22 

-86.11 

-114.96 

28.85 

23 

-85.39 

-114.96 

29.57 

24 

-84.99 

-114.96 

29.97 

25 

-84.85 

-114.96 

30.11 

26 

-84.36 

-114.96 

30.6 

27 

-83.86 

-114.96 

31.1 

28 

-83.74 

-114.96 

31.22 

29 

-83.5 

-114.96 

31.46 

30 

-83.06 

-114.96 

31.9 

31 

-82.8 

-114.96 

32.16 

32 

-82.5 

-114.96 

32.46 

lc  F.2:  MGL-S8A(R)  B-Dot  Sensor  Measured  Values  -  TEM  C 
URS  (SN  61)  -  -45  degrees  @  4  dBm  input  power 


cy  (MHz) 

Power  Out  (dBm) 

Noise  Floor  (dBm) 

Above  Noist 

2 

-105.99 

-114.96 

8.97 

3 

-105.22 

-114.96 

9.74 

4 

-102.96 

-114.96 

12 

5 

-100.42 

-114.96 

14.54 

6 

-98.91 

-114.96 

16.05 

7 

-98.35 

-114.96 

16.61 

8 

-97.81 

-114.96 

17.15 

9 

-96.34 

-114.96 

18.62 

10 

-96.22 

-114.96 

18.74 

11 

-95.05 

-114.96 

19.91 

12 

-94.12 

-114.96 

20.84 

13 

-94.17 

-114.96 

20.79 

14 

-92.98 

-114.96 

21.98 

15 

-92.62 

-114.96 

22.34 

16 

-91.93 

-114.96 

23.03 

17 

-91.42 

-114.96 

23.54 

18 

-91.01 

-114.96 

23.95 

19 

-90.35 

-114.96 

24.61 

20 

-90.06 

-114.96 

24.9 

21 

-89.68 

-114.96 

25.28 

22 

-89.19 

-114.96 

25.77 

23 

-88.78 

-114.96 

26.18 

24 

-87.92 

-114.96 

27.04 

25 

-87.93 

-114.96 

27.03 

26 

-87.53 

-114.96 

27.43 

27 

-87.09 

-114.96 

27.87 

28 

-86.7 

-114.96 

28.26 

29 

-86.17 

-114.96 

28.79 

30 

-86.29 

-114.96 

28.67 

31 

-85.8 

-114.96 

29.16 

32 

-85.9 

-114.96 

29.06 

lc  F.3:  MGL-S8A(R)  B-Dot  Sensor  Measured  Values  -  TEM 
URS  (SN  61)  -  -90  degrees  @  4  dBm  input  power 


cy  (MHz) 

Power  Out  (dBm) 

Noise  Floor  (dBm) 

Above  Non 

2 

-114.96 

-114.96 

0 

3 

-114.96 

-114.96 

0 

4 

-114.96 

-114.96 

0 

5 

-114.96 

-114.96 

0 

6 

-114.96 

-114.96 

0 

7 

-114.96 

-114.96 

0 

8 

-114.96 

-114.96 

0 

9 

-114.96 

-114.96 

0 

10 

-114.96 

-114.96 

0 

11 

-114.96 

-114.96 

0 

12 

-114.96 

-114.96 

0 

13 

-114.96 

-114.96 

0 

14 

-114.96 

-114.96 

0 

15 

-114.96 

-114.96 

0 

16 

-114.96 

-114.96 

0 

17 

-114.96 

-114.96 

0 

18 

-114.96 

-114.96 

0 

19 

-114.96 

-114.96 

0 

20 

-107.69 

-114.96 

7.27 

21 

-108.06 

-114.96 

6.9 

22 

-106.52 

-114.96 

8A4 

23 

-108.83 

-114.96 

6.12 

24 

-106.68 

-114.96 

8.25 

25 

-105.24 

-114.96 

9.72 

26 

-103.84 

-114.96 

11. l: 

27 

-104.68 

-114.96 

10.2; 

28 

-104.47 

-114.96 

10.4! 

29 

-102.23 

-114.96 

12.7: 

30 

-103.73 

-114.96 

11.2: 

31 

-102.64 

-114.96 

12.3: 

32 

-102.49 

-114.96 

12.4' 

(R)  B-Dot  Sensor  Measured  Values  -  TEM  C 
-  +45  degrees  @  4  dBm  input  power 


Noise  Floor  (dBm) 

Above  Noise 

-114.96 

9 

-114.96 

11.86 

-114.96 

10.32 

-114.96 

12.62 

-114.96 

14.94 

-114.96 

16.25 

-114.96 

17.16 

-114.96 

17.84 

-114.96 

18.16 

-114.96 

18.67 

-114.96 

20.03 

-114.96 

20.7 

-114.96 

21.19 

-114.96 

21.92 

-114.96 

22.54 

-114.96 

23.35 

-114.96 

23.57 

-114.96 

24.46 

-114.96 

24.77 

-114.96 

25.17 

-114.96 

25.64 

-114.96 

26.18 

-114.96 

26.38 

-114.96 

26.83 

-114.96 

27.22 

-114.96 

27.46 

-114.96 

27.88 

-114.96 

28.15 

-114.96 

28.54 

-114.96 

28.88 

-114.96 

29.26 

Appendix  G.  Prodyn  Sensor  Characterization  Results  -  TEM  Cell 
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lc  G.l:  MGL-S8A(R)  B-Dot  Set 
Prodyn  (SN  61)  -  0  degrees 
zy  (MHz)  Power  Out  (dBm)  N< 

2  -105.47 

3  -101.31 

4  -98.99 

5  -97.99 

6  -97.68 

7  -94.58 

8  -94.46 

9  -94.44 

.0  -93.73 

LI  -92.03 

.2  -91.93 

L3  -90.81 

A  -90.19 

.5  -89.57 

.6  -89 

.7  -88.46 

.8  -88.12 

.9  -87.25 

>0  -86.75 

>1  -86.45 

>2  -85 

>3  -85.47 

A  -85.17 

>5  -84.75 

>6  -84.31 


insured  Values  -  TEM  < 

Brn  input  power 

>or  (dBm) 

Above  Noi: 

4.96 

9.41 

4.96 

13.6 

4.96 

15.9 

4.96 

16.9 

4.96 

17.2 

4.96 

20.3 

4.96 

207 

4.96 

20.5 

4.96 

21.2 

4.96 

22.9 

4.96 

23.0 

4.96 

24.1 

4.96 

24.7 

4.96 

25.3 

4.96 

25.9 

4.96 

267 

4.96 

26.8 

4.96 

27.7 

4.96 

28.2 

4.96 

28.5 

4.96 

29.9 

4.96 

29.4 

4.96 

29.7 

4.96 

30.2 

4.96 

30.6 

4.96 

30.7 

4.96 

31.1 

4.96 

31.6 

4.96 

31.8 

4.96 

32.2 

4.96 

32.3 

1 


lc  G.2:  MGL-S8A(R)  B-Dot  Sensor  Measured  Values  -  TEM  C 
Prodyn  (SN  61)  -  -45  degrees  @  4  dBm  input  power 


cy  (MHz) 

Power  Out  (dBm) 

Noise  Floor  (dBm) 

Above  Noist 

2 

-107.82 

-114.96 

7.14 

3 

-102.73 

-114.96 

12.23 

4 

-101.47 

-114.96 

13.49 

5 

-99.22 

-114.96 

15.74 

6 

-98.48 

-114.96 

16.48 

7 

-97.8 

-114.96 

17.16 

8 

-96.66 

-114.96 

18.3 

9 

-96.94 

-114.96 

18.02 

10 

-95.66 

-114.96 

19.3 

11 

-94.52 

-114.96 

20.44 

12 

-93.55 

-114.96 

21.41 

13 

-93.18 

-114.96 

21.78 

14 

-92.83 

-114.96 

22.13 

15 

-91.8 

-114.96 

23.16 

16 

-91.08 

-114.96 

23.88 

17 

-90.41 

-114.96 

24.55 

18 

-90.24 

-114.96 

24.72 

19 

-89.19 

-114.96 

25.77 

20 

-88.73 

-114.96 

26.23 

21 

-88.72 

-114.96 

26.24 

22 

-87.82 

-114.96 

27.14 

23 

-87.4 

-114.96 

27.56 

24 

-87.08 

-114.96 

27.88 

25 

-86.98 

-114.96 

27.98 

26 

-86.02 

-114.96 

28.94 

27 

-86.04 

-114.96 

28.92 

28 

-85.58 

-114.96 

29.38 

29 

-85.47 

-114.96 

29.49 

30 

-85.32 

-114.96 

29.64 

31 

-85.01 

-114.96 

29.95 

32 

-84.55 

-114.96 

30.41 

lc  G.3:  MGL-S8A(R)  B-Dot  Sensor  Measured  Values  -  TEM  C 
Prodyn  (SN  61)  -  -90  degrees  @  4  dBm  input  power 


cy  (MHz) 

Power  Out  (dBm) 

Noise  Floor  (dBm) 

Above  Nois 

2 

-113.23 

-114.96 

1.73 

3 

-113.23 

-114.96 

1.73 

4 

-113.23 

-114.96 

1.73 

5 

-113.23 

-114.96 

1.73 

6 

-113.23 

-114.96 

1.73 

7 

-113.23 

-114.96 

1.73 

8 

-113.23 

-114.96 

1.73 

9 

-113.23 

-114.96 

1.73 

10 

-113.23 

-114.96 

1.73 

11 

-113.23 

-114.96 

1.73 

12 

-113.23 

-114.96 

1.73 

13 

-113.23 

-114.96 

1.73 

14 

-113.23 

-114.96 

1.73 

15 

-113.23 

-114.96 

1.73 

16 

-113.23 

-114.96 

1.73 

17 

-113.23 

-114.96 

1.73 

18 

-113.23 

-114.96 

1.73 

19 

-113.23 

-114.96 

1.73 

20 

-113.23 

-114.96 

1.73 

21 

-113.23 

-114.96 

1.73 

22 

-113.23 

-114.96 

1.73 

23 

-113.23 

-114.96 

1.73 

24 

-111.42 

-114.96 

3.54 

25 

-109.59 

-114.96 

5.37 

26 

-107.74 

-114.96 

7.22 

27 

-106.56 

-114.96 

8.4 

28 

-109.02 

-114.96 

5.94 

29 

-109.79 

-114.96 

5.17 

30 

-107.21 

-114.96 

7.75 

31 

-110.23 

-114.96 

4.73 

32 

-108.88 

-114.96 

6.08 

lc  G.4:  MGL-S8A(R)  B-Dot  Sensor  Met 
Prodyn  (SN  61)  -  +45  degrees  @  4  d 
zy  (MHz)  Power  Out  (dBm)  Noise  Floe 


2 

-107.99 

3 

-104.91 

4 

-104.8 

5 

-102.85 

6 

-100.01 

7 

-99.32 

8 

-98.75 

9 

-97.51 

10 

-96.49 

11 

-95.54 

12 

-95.51 

13 

-94.95 

14 

-93.86 

15 

-92.56 

16 

-92.41 

17 

-91.85 

18 

-91.57 

19 

-90.67 

20 

-90.6 

21 

-90.36 

22 

-89.51 

23 

-89.29 

24 

-88.86 

25 

-88.36 

26 

-87.79 

27 

-87.66 

28 

-87.42 

29 

-86.98 

30 

-86.97 

31 

-86.53 

32 

-86.3 

id  Values  -  TEM  C 

input  power 

Bm) 

Above  Noisi 

6.97 

10.05 

10.16 

12.11 

14.95 

15.64 

16.21 

17.45 

18.47 

19.42 

19.45 

20.01 

21.1 

22.4 

22.55 

23.11 

23.39 

24.29 

24.36 

24.6 

25.45 

25.67 

26.1 

26.6 

27.17 

27.3 

27.54 

27.98 

27.99 

28.43 

1 
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